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Abstract 
 
 
 
 
 
Novel beamforming methods for fast volumetric cardiac 
imaging using ultrasound 
 
Cardiovascular diseases are the leading cause of death in the world. There is thus a need for 
advanced diagnostic tools that allow for an early detection of such pathologies. In the last decade, 
volumetric (3D) cardiac ultrasound has gained clinical interest as it offers several advantages over 
the traditionally used 2D echocardiography. However, state-of-the-art 3D ultrasound scanners 
currently have a limited frame rate of approximately 20-25Hz despite of the fact that they acquire 
data over 4-6 consecutive cardiac cycles at reduced spatial resolution, and despite of the use of 
excessive parallel beamforming (16 and more).  
 
Although these frame rates are typically sufficient to visualize global heart motion in real-time, they 
only describe cardiac kinematics in a very rough way as some of the cardiac phases are known to be 
associated with very fast motion and deformation of the cardiac muscle. With the available 
ultrasound methodologies, these cardiac phases can therefore not be studied accurately, while these 
time periods contain potentially important diagnostic information. It would thus be of both 
diagnostic and potentially therapeutic benefit to be able to study these short-lived cardiac phases in 
more detail. An imaging technique with an ultra-high temporal resolution (in the order of several 
hundreds of Hz) was therefore required.  
 
Hence, the aim of this Ph.D. project was to develop novel beamforming methods to enable 
volumetric ultrasound cardiac imaging at high temporal resolution. More specifically, novel 
parallelized scan sequences were investigated. Their capability to generate 3D images with 
adequate image quality for functional myocardial imaging was demonstrated. Furthermore, an 
anatomical scan sequence was proposed to image the anatomical relevant space only at high frame 
rate. In this way, a frame rate of about 500-1000 Hz could be achieved.  
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Nieuwe reconstructie methode voor snelle, volumetrische, 
cardiale beeldvorming met behulp van ultrasone golven 
 
Cardiovasculaire aandoeningen zijn de voornaamste doodsoorzaak ter wereld. Er is dus nood aan 
een geavanceerde diagnostische methode voor vroegtijdige detectie van dergelijke aandoeningen. In 
het laatste decennium heeft volumetrische, cardiale beeldvorming aan klinische interesse gewonnen 
daar het verschillende voordelen biedt, vergeleken met 2D echocardiografie. Hoewel de nieuwste 
generatie 3D echocardiografische scanners data verzamelen gedurende 4 tot 6 opeenvolgende 
cardiale cycli aan een verminderde spatiale resolutie en met behulp van excessieve parallele 
reconstructie methoden (16 en meer), hebben deze scanners slechts een beperkte tijdsresolutie van 
ongeveer 20-25Hz. 
 
Deze tijdsresolutie laat toe om de globale cardiale beweging te visualiseren in ‘real time’ en 
zodoende de cardiale kinematica rudimentair te beschrijven. Sommige mechanische, cardiale fasen 
zorgen echter voor zeer snelle bewegingen en vervormingen van de hartspier, die met de huidige 
echografische methoden niet (accuraat) bestudeerd kunnen worden waardoor er potentieel 
belangrijke diagnostische informatie verloren gaat. Het zou dus zowel diagnostisch als 
therapeutisch voordelig zijn om deze korte cardiale fasen meer gedetailleerd te kunnen bestuderen. 
Een beeldvormingstechniek met een ultra-hoge temporele resolutie (in de grootteorde van enkele 
honderden Hz) is daarvoor noodzakelijk. 
 
Het doel van dit doctoraatswerk was daarom het ontwikkelen van een nieuwe reconstructie methode 
om volumetrische cardiale echografische beeldvorming aan hoge temporele resolutie toe te laten. 
Meer specifiek werden nieuwe geparallelizede scan’ sequenties onderzocht. Hun vermogen om 3D 
beelden te vormen met voldoende beeldkwaliteit voor functionele cardiale beeldvorming werd 
aangetoond. Bovendien werd een anatomische scan sequentie voorgesteld om enkel de anatomisch 
relevante gebieden aan hoge tijdsresolutie weer te geven. Zodoende zal een tijdsresolutie van 
ongeveer 500-1000Hz bereikt kunnen worden. 
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1 Introduction 
 
 
1.1  The Heart 
The heart is a vital organ responsible for the circulation of blood through the vascular system. In 
this way, oxygen and nutrients are delivered to all cells in the body and carbon dioxide and other 
waste products can be removed. Both actions are essential for the correct functioning of the human 
body. The heart is located between the lungs, with its long axis slightly oriented forwards to the left 
in the thoracic cavity and it is roughly the size of a closed fist [1]. 
1.1.1 Cardiac anatomy  
The heart is a muscular organ, which can be divided into three layers: endocardium, myocardium 
and epicardium being the inner, middle and outer layer respectively. The heart is enclosed by the 
pericardium, a fibrous sac containing pericardial fluid, which facilitates cardiac motion and reduces 
resistance with the epicardium. The myocardial tissue is composed of millions of cardiac myocytes 
(small contractile cells), which are arranged into fibers with a complex organization, i.e. a left and 
right hand helix on the endo/epicardial side resulting in fibers running longitudinal and the endo/epi 
and circumferential mid. 
 
The internal anatomy of the heart, shown schematically in Fig. 1.1, can be divided based on its 
function into two pumps (left and right), each of them containing an upper chamber (atrium) and a 
lower chamber (ventricle). Both sides of the heart are separated by the septal wall.  
      
Fig 1.1. Schematic representation of the cardiac anatomy. Modified from [1] with permission. 
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Despite the anatomical differences between these two pumps, in general, they have a similar way of 
functioning: the atria are mainly collective chambers but with an important contractile function, 
while the ventricles have a more active role and are responsible for pumping the blood out of the 
heart to the rest of the body. The right heart receives the deoxygenated blood from the circulatory 
system through the inferior and superior vena cava and pumps it to the lungs to be re-oxygenated, 
while the left heart receives the oxygen-rich blood from the lungs and propels it to the whole body 
through the aortic artery. A network of coronary arteries is in charge of the oxygen-rich blood 
supply from the aorta to the myocardium, while the coronary veins are responsible for taking the 
deoxygenated blood from the myocardium to the coronary sinus and back to the heart’s upper right 
chamber. Given that the left ventricle is responsible for pumping the oxygen-rich blood to the entire 
circulatory system and thus needs to develop higher pressures, its walls are significantly thicker 
than those of its right counterpart. 
 
In order to maintain a unidirectional blood flow within the heart, a set of four valves open and close 
in a coordinated manner. The valve between the right atrium and right ventricle is called tricuspid 
valve, whereas the equivalent valve in the left heart is called mitral valve. Meanwhile, in the arteries 
leaving the heart there are the semilunar valves, the aortic (left heart) and the pulmonary valve 
(right heart). The leaflets of the atrio-ventricular valves are connected to the papillary muscles via 
the chordae tendineae, to avoid the valve of prolapsing and leaking blood retrograde into the atria 
(i.e. valve regurgitation) [2].  
1.1.2 Cardiac conduction system 
The pumping function of the heart is the result of the contraction and relaxation of the myocardium, 
which in turn occurs as a consequence of the redistribution of ions within the myocytes. This is 
associated with conformational changes of contractile proteins. The redistribution of ions can 
precisely be controlled through the electrical conduction system of the heart, which ensures a 
coordinated stimulation and therefore contraction of the different chambers to pump blood 
efficiently. The myocardial contraction is triggered in the right atrium by the spontaneous 
depolarization of the sino-atrial node (i.e. the natural “pacemaker”). This electrical impulse, or 
action potential, makes both atria contract simultaneously and then travels to the atrio-ventricular 
node where it is delayed to ensure that the ventricles are entirely filled before they contract. This 
depolarization wave continues towards the atrioventricular bundle or Bundle of His where it is 
branched into the left and right bundles along the interventricular septum. Finally, the action 
potential spreads in the ventricles through the Purkinje fibers. This event is repeated every 
heartbeat; different pacing mechanisms regulate its frequency. 
1.1.3 Cardiac cycle 
This electrical excitation makes a normal heart contract (i.e. beat) about 60-75 times per minute, 
implying that one cardiac cycle takes about 0.8s. The cardiac cycle can be divided into two main 
phases: systole (i.e. the contractile phase, takes about 0.3s), and diastole (i.e. relaxation phase, takes 
about 0.5s). The subsequent cardiac events, as they chronologically occur, are:  
 
i) Isovolumetric contraction (IVC): just after the electrical excitation onset there is a 
short time delay, called electromechanical coupling phase, after which the 
ventricular cells start contracting. As a consequence, the pressure builds up rapidly 
within the ventricle to the point of surpassing the atrial pressure. Then, the atrio-
ventricular valves close. This phase is a very short-lived (~ 30ms in a normal heart), 
where all the valves are closed and the pressure rises from 0 to about 80mmHg. 
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ii) Ventricular ejection: the ventricular pressure continues to increase until it exceeds 
the pressure in the arteries. As a result the semilunar valves open and the right and 
left ventricle eject blood to the lungs and the body respectively. 
iii) Isovolumetric relaxation (IVR): towards the end of systole, the pressure starts to 
decrease and both the aortic and pulmonary valves close. This is also a short-lived 
event (~80ms), where all the valves are closed and the ventricle starts to relax. 
Simultaneously, the atria start filling and the atrial pressure increases. 
iv) Rapid passive ventricular filling: once the ventricular pressure drops below the atrial 
pressure, the atrio-ventricular valves open and the blood is quickly sucked into the 
ventricles. About 60-75% of the filling takes place at this stage [3].  
v) Diastasis: the filling continues but at a reduced rate given that the whole heart is at 
rest. 
vi) Atrial contraction: at this stage the sino-atrial node depolarizes and the atria contract 
to finish filling the ventricles. About 20% of the remaining filling takes place [4] and 
the cardiac cycle starts over. 
These six steps of the cardiac cycle are schematically represented in Fig. 1.2, as described by Dr. D. 
Penney. 
                                   
Fig. 1.2. Schematic of the cardiac cycle as described by Dr. D. Penney. Reproduced with permission. 
1.1.4 Heart failure 
Cardiovascular diseases (CVDs) are a group of disorders affecting the heart and blood vessels and 
are the number one cause of death globally (nearly the 30%) [5]. In last years, CVDs have extended 
to people from all socio-economical levels due to rising behavioral risk factors such as tobacco use, 
unhealthy diet and obesity, physical inactivity and harmful use of alcohol [6][7]. Usually, the 
presence of a combination of the above-mentioned risk factors and hypertension, diabetes and/or 
hyperlipidemia, are the cause heart attacks and strokes. Heart failure is also among these disorders, 
it is most often associated with an unsynchronized contraction of the heart due to problems with the 
cardiac conduction system. This lack of synchronization leads to further inefficiency of the cardiac 
pump function.  
1.2  Cardiac Ultrasound Imaging  
Historically, ultrasonic imaging has made its way from the acoustic detection of submarines (i.e. 
sonar) during the First World War, to nondestructive testing methods of metals for industrial 
applications, to the visualization of the morphology and anatomy of organs as well as assessing 
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their function in clinical practice. In the last decades, it has become a primordial medical imaging 
modality, thanks to its unique ability of providing noninvasive images in real-time, its good tradeoff 
between spatial and temporal resolution, its low-cost compared to other imaging modalities, the 
portability of its equipment, and the safeness for the patient and the practitioner.  
 
Nowadays, cardiac ultrasound imaging (or echocardiography) is the most commonly used imaging 
modality to visualize and assess the function of the heart, with two-dimensional (2D) 
echocardiography being the standard method of care [8]. Furthermore, in the last decades, 
ultrasound imaging has continued to evolve rapidly with major developments in – for example – 
volumetric (three-dimensional, 3D) cardiac ultrasound that has gained impact on clinical practice. 
1.2.1 Physical principles 
Ultrasonic waves, also called ultrasound (US), are longitudinal compression waves with a frequency 
above the audible range of the human hearing, i.e., higher than 20 kHz. Such waves can be 
generated and detected by piezoelectric crystals, which are able to convert an electric field into 
mechanical motion, and vice versa. Ultrasound imaging relies on the interaction between the 
acoustical wave and the tissues in the human body. As the wave travels through the body, it gets 
partially reflected and refracted whenever it encounters the interface between two media with 
different acoustic properties (acoustic impedance mismatch). The acoustic impedance (𝑍) is the 
opposition that the media presents to the acoustic flow. It is defined as the product of the density of 
the media (𝜌) and the speed of sound (𝑐): 
                                                                       𝑍 =  𝜌𝑐.                                                                   (1.1) 
Therefore, the greater the difference between the impedances of the two media, the stronger the 
reflection and the weaker the transmission. In general, the difference in acoustic properties among 
soft tissues is rather small, thus most of the energy is effectively transmitted, and the reflected 
signals are referred to as specular reflections [9]. However, reflections do not only occur at tissue 
boundaries but also appear when the energy of the wave gets scattered while it travels through a 
media with local acoustic inhomogeneities (i.e., spatial fluctuations in compressibility and/or mass 
density). This kind of interaction is called scatter reflections. Depending on the shape of the 
inhomogeneity (or scatterer) and its size, relative to the wavelength of the ultrasonic wave, the 
energy of the acoustic wave is scattered in different directions. If the scatterers retransmit the 
energy uniformly in all directions, they are referred to as point scatterer. Typically, scatter 
reflections in soft tissue are much smaller in amplitude than specular reflections [10].  
 
Next to the above described reflections, there are other phenomena that take place during wave 
propagation or its interaction with tissue such as refraction, diffraction, dispersion, nonlinear 
distortion and absorption. Most of these interactions result mainly in the attenuation of the acoustic 
energy of the wave which limits its propagation in depth. In soft tissue, this attenuation is converted 
in heat and is primarily due to viscosity. However, diffraction is the result of the interference of a 
large number of coherent sources. When this interference is adequately manipulated it can be used 
to focus the acoustic beam creating a peak pressure at a desired point. 
1.2.2 Pulse-echo measurement 
The underlying fundamental principle of ultrasound imaging is the reconstruction of the reflected 
signals (or echoes), which carry important information regarding the different tissues that the 
acoustic wave encounters during its propagation. This information includes acoustic properties, 
spatial location, tissue boundaries and surrounding media. Essential to disclosing this information, 
is the determination of the distance between the source of the acoustic wave and the structure that is 
generating the echo. This distance, d, can easily be calculated using the speed of sound, c, which is 
approximately 1540 m/s in soft tissue [11], and the time delay, t, between the instant that the 
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acoustic wave was transmitted and the instant that its echo was recorded. Mathematically, this can 
be defined as: 
                                                                                𝑑 =
𝑐𝑡
2
.                                                             (1.2) 
1.2.3 Phased array transducer 
Typically, the same piezoelectric crystal that is used to generate the acoustic wave is also used to 
detect the energy reflected from the tissue. Indeed, immediately after the crystal has transmitted the 
ultrasonic wave it is able to start receiving echoes. In modern US systems, an array of these crystals 
are embedded in a so-called transducer or probe, which gives a good control on radiation patterns. 
These crystals are made to be as small as the wavelengths of the ultrasonic wave that they can 
transmit and receive, and therefore the waves emitted are approximately spherical. The ultrasonic 
transducers can only transmit and receive a limited band of frequencies; this band is called the 
bandwidth of the transducer and its center is the central frequency of the transducer. The 
frequencies of the detected signals correspond to radio waves in the electromechanical spectrum, 
and are therefore called radiofrequency (RF) signals.  
 
Phased array transducers allow to control the individual elements of the array electronically. 
Hence, the delays and/or the amplitudes of the spherical waves emitted by diﬀerent array elements 
can be easily manipulated to generate a controlled interference pattern. In this way, the transmitted 
beam can be steered and focused, and the sensitivity of the transducer can be directed while 
receiving. Phased array transducer are preferred for cardiac applications because of their small 
footprint (required to fit in the limited acoustic window between the ribs), but at the same time, 
their capability to provide a rather large field-of-view (FOV) thanks to electronic steering of the 
ultrasonic beams. Typically, the piezoelectric crystals are arranged as one-dimensional (1D) or 2D 
rectangular arrays with an inter-element spacing of about half of the central wavelength of the 
transducer. The conventional 1D and 2D phased array transducer and their respective FOV are 
illustrated in Fig. 1.3.  
                            
Fig. 1.3 Typical ultrasound 1D (left) and 2D (right) phased array transducers and their corresponding ﬁeld-of-view. 
Reproduced with permission from [12]. 
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1.2.4 Data acquisition  
In order to generate an image, several pulse-echo measurements are performed along a single or 
multiple directions. There are three basic imaging modes: 
 
A-mode. Stands for amplitude imaging and corresponds to the information of the scanned object 
along one-dimension. It is the simplest form of ultrasound imaging, where the pulse-echo 
measurements are performed along a single direction and the reflections are recorded as a function 
of time. 
 
M-mode. Stands for motion imaging and yields a 2D image with time and depth as dimensions. It is 
performed as a repetition of A-mode images but the received echoes are encoded to gray scales and 
displayed as an image line in the vertical direction. The final image is the sequential composition of 
the image lines. Any movement of the scanned object is therefore recorded. 
 
B-mode. Stands for brightness imaging and it contains 2D or 3D information of the scanned object. 
Although it is similar to M-mode imaging, it differs from that the image lines correspond to pulse-
echo measurements along different directions. It is the most common imaging mode used in clinical 
practice for cardiac imaging. The typical FOV created is a fan like sector (for 2D imaging), and a 
pyramid-like volume (for 3D imaging); for both with the tip being the center of the transducer. Its 
dimensions are: axial, along a given image line, azimuthal, perpendicular to the image line within 
the imaging plane, and elevation perpendicular to the imaging plane.  
 
All these imaging modes can also be used for second-harmonic imaging, which differs from 
conventional US imaging in that only the low-frequency of the bandwidth of the transducer is used 
in transmission. Therefore, higher harmonics are generated during the non-linear wave propagation 
since the transmit pulses get distorted the further they propagate in the tissue, the higher frequencies 
built up. Given that reverberations and side lobes either do not contain harmonics or are too low in 
amplitude, this imaging modality significantly increases image quality for transthoracic scans of the 
heart (especially in corpulent patients). 
 
 
        (a) A-mode 
 
          (b) M-mode 
 
               (c) B-mode 
Fig. 1.4. Data acquisition imaging modes: (a) A-mode, (b) M-mode, (c) B-mode. Reproduced with permission from 
[12]. 
1.2.5 Image reconstruction 
In order to reconstruct B-mode images, the acquired RF signals undergo several processing steps to 
become image lines and to finally form the image. First, the signals are filtered to remove all high-
frequencies noise. Then, the high-frequency information of the filtered signal is also removed by 
envelope detection. This is done because the very fast fluctuations of the RF signals are not relevant 
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for gray-scale imaging. The envelope detection can be done by means of the Hilbert transformation. 
However, as this is an expensive process computationally, some real-time applications use more 
efficient algorithms that involve down mixing, filtering, decimating and detecting the data. 
Afterwards, given that the echoes from deeper structures are weaker due to attenuation of the 
incident wave, the attenuation of the media is estimated and a respective compensation is performed 
to ensure that structures with similar acoustic properties appear with a similar gray value throughout 
the image. This is called attenuation correction or time gain compensation because of the linear 
relation between time and depth in echography. Later, a gray scale transformation is made to reduce 
the large dynamic range of the signals caused by the very different amplitudes of the scatter and 
specular reflections, and further gray scale encode the signals, this transformation is typically done 
by log-compression. Finally, typically the received signals are coming from different angular 
directions. Therefore, the resulting image lines are transformed from polar (in 2D) or spherical (in 
3D) coordinates to Cartesian coordinates for display, which requires interpolation. This latter 
process is referred to as scan conversion. 
1.2.6 Basics of beamforming 
Based on the Huygens’ principle the transducer surface can be seen as a collection of point sources 
transmitting spherical waves. Therefore, the resulting interference patterns can easily be modified 
by manipulating the phase and/or amplitudes of the spherical waves emitted by different array 
elements in order to create a beam-like transmission. In the same way, the sensitivity of the system 
can be directed by adapting the signals received by individual elements (Fig. 1.5(a)). This process is 
referred to as beamforming and acts as a spatial ﬁltering process through directive transmission or 
reception of energy (Fig. 1.5(b)). 
 
                    
(a) Receive 
                  
(b) Beamforming 
Fig. 1.5. Schematic illustration of the transmit (a), and receive (b) beamforming. Reproduced with permission from 
[12]. 
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Transmit beamforming 
To create a focused beam, the wavefronts of the spherical waves emitted by each element in the 
transducer should arrive at the same time at a given focal point. This leads to constructive 
interference of the waves at that point and therefore to a local increase of pressure. Such 
interference pattern can easily be manipulated by delaying the electrical pulses applied on 
individual elements of an array transducer. The transmit delay (τi
𝑡𝑥) that needs to be applied to the 
𝑖𝑡ℎelement in the array can be calculated as: 
                                              τi
𝑡𝑥 =
√(𝑥𝑖 −𝑝𝑓𝑥)
2+ (𝑦𝑖 −𝑝𝑓𝑦)
2+ (𝑧𝑖 −𝑝𝑓𝑧)
2   − |𝑝𝑓|
𝑐
,                                    (1.3) 
where (𝑥𝑖, 𝑦𝑖, 𝑧𝑖) is the spatial position of the 𝑖
𝑡ℎ element in the transducer, 𝑝𝑓 is the distance from 
the focus point to the center of the transducer, and c is the sound speed.  
 
Receive beamforming 
The same method as the one to beamform the transmitted energy can be applied to the received 
signals. The received echoes detected by different elements can be delayed in order to align their 
phases and enhance the energy coming from a desired direction. Moreover, unlike transmit 
beamforming, during receive the focal point can be changed dynamically in order to follow the 
propagation of the ultrasonic wave. Therefore, the delay calculation for receive beamforming (τi
𝑟𝑥) 
is a function of time and can be calculated as: 
                                          τi
𝑟𝑥 =
√(𝑥𝑖 −𝑝𝑓𝑥(𝑡))
2+ (𝑦𝑖 −𝑝𝑓𝑦(𝑡))
2+ (𝑧𝑖 −𝑝𝑓𝑧(𝑡))
2   − |𝑝𝑓(𝑡)|
𝑐
,                         (1.4) 
where (𝑥𝑖, 𝑦𝑖, 𝑧𝑖) is the spatial position of the 𝑖
𝑡ℎ element in the transducer, 𝑝𝑓 is the distance from 
the focus point to the center of the transducer, c is the sound speed, and 𝑡 is the time instance being 
evaluated. The reconstructed image line from a single transmit event is thus the sum of the signals 
received by all array elements after phase alignment. 
 
Beam profile 
The beam profile displays the pressure distribution within the image plane on a logarithmic scale. 
When observed from a plane perpendicular to the beam axis (i.e., the lateral beam profile) at the 
focal depth, a middle lobe (i.e., main lobe) and lobes further out (i.e., side lobes) can be 
distinguished. Similarly, the beam profile could be displayed on a plane along the beam axis (i.e., 
range beam profile). Ideally, to get the best image quality possible, ultrasound beams should have 
narrow main lobes and low side lobes. Based on the Fraunhofer approximation, the transmit beam 
width (𝑏𝑤𝑓) at the focal depth can be estimated as [13]: 
                                                                        𝑏𝑤𝑓 = 𝑓#𝜆,                                                             (1.5) 
where 𝜆 is the wavelength of the transmitted wave, and 𝑓# is the f-number which is the ratio 
between the distance from the focal point to the center of the transducer (𝐷𝑓), and the transducer 
aperture size (𝑎): 
                                                                           𝑓# =
𝐷𝑓
𝑎
.                                                                (1.6) 
In most of ultrasound imaging applications, it is desired to have uniform image resolution with 
depth, therefore, a constant 𝑓# is typically used on receive by increasing the array aperture following 
the propagation of the ultrasound pulse (i.e., expanding aperture). Also, the range span in which the 
beam width can be assumed constant (i.e., focal range, 𝐿𝑓) can be defined as [13]: 
                                                                          𝐿𝑓 = 2𝑓#
2𝜆.                                                            (1.7) 
The above-described beam profile concepts are illustrated in Fig. 1.6. 
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(a) 
 
(b) 
 
(c) 
Fig. 1.6. Beam profile concepts. Modified from [12]. 
 
Apodization 
In order to reduce the side lobes of the transmit/receive signals, amplitude weighting functions (also 
called apodization functions) can be implemented. These functions gradually reduce the amplitude 
at the edges of the transducer aperture to zero in order to suppress side lobes. However, the use of 
apodization functions implies a reduction of the energy transmitted and comes at the expense of 
broadening the main lobe. The most common apodization functions used in ultrasound imaging are 
Hamming, Gaussian, Tukey, and Hanning. 
1.2.7 Spatial sampling 
Also directly related to the image resolution, is the correct spatial sampling of the FOV (i.e., the line 
density of the system), to avoid introducing artifacts due to aliasing. Based on the Fraunhofer 
approximation, the minimum required line density can be defined based on the transmit and two-
way beam density, 𝑓𝑡𝑥 and 𝑓𝑡𝑥𝑟𝑥 respectively, as [13]: 
                                                                  𝑓𝑡𝑥 = 𝑘𝑡𝑥
𝑎𝑡𝑥
𝜆
, 𝑘𝑡𝑥 ≥ 1,                                                 (1.8) 
                                                     𝑓𝑡𝑥𝑟𝑥 = 𝑘𝑡𝑥𝑟𝑥
(𝑎𝑡𝑥+ 𝑎𝑟𝑥)
𝜆
, 𝑘𝑡𝑥𝑟𝑥 ≥ 1,                                           (1.9) 
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where 𝑎𝑡𝑥 and 𝑎𝑟𝑥 are the transmit and receive, respectively, and 𝜆 is the wavelength. Meanwhile, 
𝑘𝑡𝑥 and 𝑘𝑡𝑥𝑟𝑥 are the transmit and two-way oversampling rates, respectively. Which are the amount 
of overlap between the beams to avoid image artifacts due to inter-beam spacing. 
 
                       
Fig. 1.7. Point spread function of an imaging system, reproduced from [12]. 
1.2.8 Image quality 
The image quality of the system can be evaluated based on two criteria: spatial resolution and 
image contrast.  
 
1.2.8.1 Spatial resolution 
The spatial resolution is the minimum distance between two targets that the system can distinguish. 
To evaluate it, the dimension of the point-spread-function (PSF) is typically used, since it describes 
the response of an imaging system to a point source, as shown in Fig. 1.6. In ultrasound imaging, 
the resolution can be evaluated as axial, lateral and elevation.  
 
Axial resolution (∆𝒙). Depends on the pulse length (∆𝑇𝑝𝑢𝑙𝑠𝑒), and can be approximated by: 
                                                               ∆𝑥 ≈
𝑐∙∆𝑇𝑝𝑢𝑙𝑠𝑒
2
 =
𝑐
2∙∆𝐵𝑝𝑢𝑙𝑠𝑒
,                                              (1.10) 
where 𝑐 is the speed of sound and ∆𝐵𝑝𝑢𝑙𝑠𝑒 is the bandwidth of the transmit pulse. 
 
Lateral resolution (∆𝒛). Can be estimated by the beam width of the two-way beam proﬁle at focal 
depth given by: 
                                                                   ∆𝑧 =
𝜆𝑐∙𝐷𝑓
𝑎𝑡𝑥+𝑎𝑟𝑥
,                                                              (1.11) 
where 𝜆𝑐 is the central wavelength of the transmit pulse, 𝐷𝑓 is the focal depth, 𝑎
𝑡𝑥and 𝑎𝑟𝑥 are the 
dimension of the transmit and receive apertures, respectively. 
 
Elevation resolution (∆𝒚). Can be calculated similarly to the lateral resolution but with the 
corresponding transducer aperture dimensions. In 1D phased array transducers, the beam has a fixed 
mechanical focus in the elevation direction by the use of an acoustic lens. In contrast, for 2D phased 
array transducer the focal point can be electrically adjusted. 
 
1.2.8.2 Image contrast 
The image contrast is the capability of a system to distinguish between two regions with different 
scattering properties. It is commonly measured as the contrast-to-noise ratio (CNR) of the system 
which can be calculated as: 
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                                                                𝐶𝑁𝑅 =  
𝜇𝑑𝐵_𝑏𝑐𝑘 −𝜇𝑑𝐵_𝑐𝑦𝑠𝑡 
√𝜎𝑑𝐵_𝑏𝑐𝑘
2 + 𝜎𝑑𝐵_𝑐𝑦𝑠𝑡
2
,                                             (1.12) 
where 𝜇𝑑𝐵_𝑏𝑐𝑘 and 𝜇𝑑𝐵_𝑐𝑦𝑠𝑡 are the mean gray levels in the background and cystic regions 
respectively, and 𝜎𝑑𝐵_𝑏𝑐𝑘
2  and 𝜎𝑑𝐵_𝑐𝑦𝑠𝑡
2  are their respective standard deviations. 
1.2.9 Frame rate  
In US imaging the temporal resolution of a system can be measured as the number of frames that 
can be acquired per second, i.e., the frame rate of the system. More precisely, the frame rate 
indicates the capability of the system to capture motion. Therefore, given the dynamic nature of the 
heart, the temporal resolution of the system plays a critical role in echocardiography. 
  
The frame rate (FR) of the system depends on the time that the acoustic wave takes to travel from 
the transducer surface to the maximal imaging depth (𝑑𝑚𝑎𝑥) and back (i.e., time-of-flight), and the 
number of transmit events (𝑁𝑡𝑥) used to sample the desired FOV. It can be determined as: 
                                                                     𝐹𝑅 =
𝑐
2∙𝑁𝑡𝑥𝑑𝑚𝑎𝑥
,                                                        (1.13) 
where 𝑐 is the speed of sound. Conventionally, from each transmit beam one image line is 
reconstructed, in which case 𝑁𝑡𝑥 corresponds to the number of image lines. Since the sound velocity 
of the wave is determined by the soft tissues it propagates through, and the maximal imaging depth 
is defined by the anatomical dimensions of the heart (typically 15cm in adults), the number of 
transmit events should be reduced in order to increase the FR. 
1.3  Volumetric cardiac imaging  
Despite of 2D cardiac ultrasound imaging being the modality of choice for routine cardiac 
diagnosis, it has two main limitations: 
 
1. The provided images are 2D while the anatomy of the heart is 3D. Hence, the practitioner 
must combine multiple images in his mind to have an idea of the cardiac geometry, which 
makes it inefficient and person dependent 
 
2. The 2D US image represents a thin plane at some arbitrary angle of the body, which makes 
it difficult to re-localize the image plane for follow-up studies. In addition, there is the risk 
that the 2D plane would be located obliquely to the heart which could lead to wrong 
geometrical estimates (i.e., foreshortening) 
 
Hereto, volumetric (3D) cardiac ultrasound has gained clinical interest in the last decades, as it 
provides a more intuitive interpretation of the resulting images due to the 3D nature of the heart. 
Moreover, myocardial motion and deformation are truly three-dimensional, therefore, volumetric 
echocardiography allows to measure the functioning of the heart without relying on geometrical 
assumptions.  
Typically, to image the whole heart, a 75°x75° volume is required, which would take about ten 
thousand focused transmits to scan without parallelization at full (2D) line density (~100 emissions 
in both azimuth and elevation directions). Using a pulse repetition frequency (PRF) of 5kHz, which 
is common for transthoracic cardiac imaging, and given the above-mentioned scan configuration, 
the achievable frame rate would thus be about 0.5 Hz. Obviously, this frame rate is too low to 
visualize a moving heart (beating around 60 times per minute) in real-time.  
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Two straightforward ways of decreasing transmit events is by limiting the field-of-view (i.e. 
narrowing the sector) or by reducing line density (i.e. increasing the spacing between adjacent 
firings), as both result in less transmit events per frame. However, none of these methods is desired 
as one might leave anatomical structures unscanned and the other would reduce image quality. To 
overcome this limitation, different methods that have been presented mainly for 2D imaging to 
increase frame rate, have also been implemented for 3D acquisitions. Current state-of-the-art 
commercial systems make use of a combination of several of those techniques for fast volumetric 
imaging, such as:  
a) Retrospective ECG gating 
In this approach, the pyramidal volume is divided into several small subsectors. Given that 
each subsector represents a reduced FOV it can be imaged at a high frame rate. Then, the 
resulting images are combined using retrospective ECG-gating to obtain the full volume 
[14]. A schematic of this approach is illustrated in Fig. 1.8. However, although this method 
preserves spatial resolution and field-of-view has been retrospective gating, it prolongs 
acquisition time and it is not applicable in heart rate variability and patients with atrial 
fibrillation. Furthermore, stitching artefacts might be introduced due to either probe or 
patient motion during the acquisition.  
 
 
Fig. 1.8. Retrospective ECG-gating illustration. Several subsectors are scanned at high frame rates and then their 
resulting images are combined using ECG gating to generate the full FOV pyramidal volume. Modified from [15]. 
 
b) Multi-line acquisition (MLA) 
Parallel receive beamforming is a common method to increase frame rate, and it is 
implemented on most currently available systems. MLA beamforming is performed by 
reconstructing multiple neighbouring lines from each transmit beam. To enable this, the 
transmit beam needs to be broaden in order to insonify a bigger area. The broader the beam 
the more MLA that can be reconstructed from it. However, a broader beam intrinsically 
results in reduced lateral resolution, which degrades image quality. Therefore, a compromise 
between the amount of MLA and the image quality has to be made. Broad beams can be 
generated by: 
 
1) Transmitting a less-focused beam by reducing the transmit aperture (Fig. 1.9(b)). 
The smaller the aperture the broader the beam. However, the less energy being 
transmitted and therefore the poorer SNR and the less penetration. 
 
2) Transmitting an unfocused beam by using the full aperture. This beams can be 
generated by transmitting with the full aperture at once (i.e., plane wave imaging 
- Fig. 1.9(c)), or by setting a virtual focal point behind the transducer’s aperture 
(i.e., diverging wave imaging - Fig. 1.9(d)). However, by using broad beams the 
energy of the acoustic wave is spread over a larger area, significantly affecting 
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the SNR of the system and making harmonic imaging unpractical. Coherent 
spatial compounding has been proposed as a solution to increase image quality of 
such systems. In this technique, the same region is visualized from (slightly) 
different directions and the final image is the average of all acquisitions. This 
implies a greater amount of transmit events reducing the effective gain in frame 
rate. 
An example of the different transmit beam widths is shown in Fig. 1.9. The number of MLA 
that can be reconstructed per MLT beam will be explained and investigated in more detail in 
chapter 3. 
 
In addition, there is a misalignment of the transmit and receive directions intrinsic to MLA 
imaging. This misalignment is prone to generate degradation in image due to warping and 
skewing eﬀects, most often referred to as block-artifacts [15]. In order to mitigate this effect, 
synthesizing a transmit beam in the direction corresponding to each receive line has been 
proposed.  
 
 
(a)                            (b)                               (c)                                         (d) 
Fig. 1.9. Example of the different transmit beam widths: (a) focused beam; (b) less-focused beam by reducing 
transmit aperture; (c) plane wave by transmitting an unfocused beam; d) diverging wave by setting a virtual focal 
point behind the transducer. The red rectangles on top of the images represent the size of the transducer transmit 
aperture. Reproduced from with permission [12]. 
 
c) Diverging wave using sparse virtual array 
More recently, Diverging Wave (DW) imaging using a sparse virtual array located behind 
the probe [16] (Fig. 1.10), has been proposed which allows to scan the volume at very high 
rates since the line density is only restricted by the reconstruction time. These virtual 
sources are used for compounding emissions, and can be tailored to adjust resolution, 
contrast, SNR, frame rate, and the FOV. Allowing the implementation of an optimal 
imaging sequence for a specific application.  
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Fig 1.10. 3D ultrafast ultrasound imaging framework. Acquisitions are defined by a virtual array located behind the 
probe, which is then used to synthetically form an entire imaging volume. When virtual sources are located near the 
physical probe, the sub-aperture used is smaller and the curvature of the emitted waveform is increased, which results 
in the insonification of a large field-of-view at the cost of a lower propagated energy. Replicated from [16]. 
 
Although, it showed a good performance in several clinical application (such as 3D Shear-
Wave Imaging, 3D Ultrafast Doppler Imaging, and, 3D ultrafast combined Tissue and Flow 
Doppler Imaging), the use of unfocused beams implies that the energy of the beam is spread 
over a wider area resulting in low pressures, which do not allow for harmonic imaging. 
Therefore, the overall signal-to-noise ratio drops having a negative impact on motion 
estimators (as given by the fundamental Cramer-Rao Lower Bound [17]). 
 
                               
Fig. 1.11. Example of the pressure field of a multi-line transmit system transmitting 4 simultaneous focused beams.  
The red rectangle represents the transducer aperture. Reproduced from [12] with permission. 
 
d) Multi-line transmit 
As an alternative, multi-line transmit beamforming (MLT) has been proposed to increase 
temporal resolution without significantly compromising the spatial resolution and/or the 
SNR [18]. This is achieved by simultaneously transmitting multiple focused beams (as 
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shown in Fig. 1.11.), thereby the frame rate gain is equal to the number of parallel beams 
and it allows for harmonic imaging [19].  
 
Transmitting into multiple directions simultaneously, requires the application of non-
identical electric excitation pulses (EEP) to all elements in the phased array transducer. 
These pulses are defined as the sum of the EEP that would be applied on the individual 
elements when emitting the transmit beams separately. As an example, Fig. 1.12 shows the 
pulses that would be applied to individual elements of a transducer in order to transmit in 
two directions consecutively (Fig. 1.12(a-b)), and simultaneously (Fig. 1.12(c)). As this sum 
will result in the superposition of the EEP, to date, MLT implementations were done on 
systems having arbitrary waveform generators (AWG). However, given that most of the 
available systems have a tri-state pulser only, we have investigated how MLT sequences can 
be implemented in such systems. The results of this investigation are presented in Chapter 4. 
 
 
                   (a) Transmit direction 1 
 
                      (b) Transmit direction 2 
 
                                                                 (c) Transmit direction 1 and 2 
Fig. 1.12. Pulses to be applied on individual elements of a phased-array transducer to generate two 
conventional, focused single line: (a) and (b) consecutively, (c) simultaneously. 
Cross-talk 
Potential artifacts such as cross-talk might be introduced due to the interaction between the 
MLT beams. There are two types of cross-talk: 1) transmit cross-talk, when the side lobe 
energy of a beam is picked up by the main lobe of another beam; 2) receive cross-talk, when 
the main lobe energy of a beam is picked up by the side lobe of another receive beam. The 2 
types of cross-talk can be seen when imaging the PSF with a 2MLT system in Fig. 1.13. 
 
However, it has been recently demonstrated in 2D that both types of cross-talk can be 
significantly suppressed by using proper apodization [20][21]. As an example, a clear 
reduction in cross-talk can be observed in Fig. 1.14, for a 4MLT system when using transmit 
and receive Tukey apodization window (alpha = 0.5) when compared to no apodization. 
Furthermore, the in-vivo acquisition with the same systems are presented in Fig. 1.15, where 
very limited cross-talk can be observed. Also, transmitting into multiple directions 
simultaneously implies the acoustic superposition of the MLT beams in the near field, which 
raises safety concerns. However, it has also recently been demonstrated that by small 
modifications of the transmit beamforming, the safety parameters can be adjusted to remain 
within safety regulations [22]. 
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Fig. 1.13. Transmit and receive cross-talks appearing when imaging a point scatterer using a 2 MLT system. 
Reproduced from with permission [20]. 
 
In addition, in order to test the feasibility of MLT for volumetric imaging, a preliminary 
study was performed where the 2D findings were extrapolated to 3D. It was qualitatively 
shown that a 16MLT system could generate volumetric images with an acceptable image 
quality while speeding up the acquisition process by a factor of 16 [23].  
 
 
Fig. 1.14. Cross-talk reduction using transmit and receive Tuckey (alpha = 0.5) apodization. Reproduced from with 
permission [21]. 
 
Essentially, MLT preserves image quality [18] but it has a relatively limited speed-up in 
acquisition time. An alternative to further increase frame rate is to combine MLT scanning 
sequences with MLA acquisition. In this way, several image lines can be reconstructed per 
parallel transmit beam, i.e., transmit and receive parallelization. In fact, the transmit beams’ 
width can be easily adapted depending on desired the number of MLA, however, as 
mentioned before, the broader the beam the more MLA that can be reconstructed but the 
lower the SNR of the system.  
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Fig. 15. Sample images acquired from the parasternal long axis view (upper panels) and short axis view (lower 
panels) using SLT/4MLT imaging setup with Tukey (α = 0.5) apodization on transmit and receive. The images on the 
left were acquired using the SLT interleaved with the 4MLT. Reproduced from [21] with permission. 
1.4 Objective and outline of the thesis 
The aim of this Ph.D. project was to develop and validate new methods for (ultra)fast 3D functional 
imaging of the myocardium by investigating a combination of advanced beamforming techniques 
(i.e. MLT, MLA). The methods were developed and tested by computer simulation with subsequent 
reﬁnements in an experimental setup.  
 
To achieve this goal, first, a new analytic expression for fast calculation of the impulse response 
function (essential to simulate accurate ultrasound images) was proposed and is described in chapter 
2. As a result, thanks to the improvement in computational time of the home-made ultrasound 
imaging simulator, new beamforming techniques for fast volumetric echocardiography could be 
studied. More specifically, a comparison of the performance of different MLT-MLA systems was 
investigated by computer simulations (chapter 3), and the results were corroborated by in-vitro 
experiments (chapter 4). However, despite the achieved improvements in temporal resolution, the 
frame rate was still not high enough to resolve all cardiac phases, therefore, a new scanning strategy 
was proposed which combines the limitation of the FOV to the anatomical relevant space only, and 
the use of parallelized scanning sequences. This approach is defined in chapter 5. Finally, in chapter 
6, the most important conclusions of this work are summarized and some speculations are made for 
the future perspectives of this work. 
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2 A new analytic expression for fast 
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Abstract 
Essential to (cardiac) 3D ultrasound are 2D matrix array transducer technology and the associated 
(two-stage) beamforming. Given the large number of degrees of freedom and the complexity of this 
problem, simulation tools play an important role. Hereto, the impulse response (IR) method is 
commonly used. Unfortunately, given the large element count of 2D array transducers, simulation 
times become significant jeopardizing the efficacy of the design process. The aim of this study was 
therefore to derive a new analytical expression to more efficiently calculate the IR in order to speed 
up the calculation process. To compare accuracy and computation time, the reference and the 
proposed method were implemented in MATLAB and contrasted. For all points of observation 
tested, the IR with both methods was identical. The mean calculation time however reduced in 
average by a factor of 3.93±0.03 times. The proposed IR method therefore speeds up the calculation 
time of the IR of an individual transducer element while remaining perfectly accurate. This new 
expression will be particularly relevant for 2D matrix transducer design where computation times 
remain currently a bottle neck in the design process. 
2.1 Introduction 
Essential to volumetric ultrasound are 2D phased array transducers that allow to steer and focus the 
ultrasound beam in both azimuth and elevation directions in both transmit and receive [24]. 
Moreover, in order to keep temporal resolution of the data sets acceptable while preserving image 
quality, parallel receive beamforming [25] as well as post-processing of the resulting images is 
required. As a fully sampled matrix array transducer has about 4000 independent elements while the 
front-end of the ultrasound system only has 256 channels, beamforming is typically done in two 
phases where part of the beamforming is done in the transducer itself while the pre-beam formed 
signals are combined in the front-end in order to generate the individual image lines (i.e., two-stage 
beamforming [26]). As a result, modern 3D ultrasound systems have a lot of degrees of freedom in 
the design process. Simulation tools thus play a critical role in the optimization and development of 
such systems. 
 
The spatial impulse response function (IR), originally described by Tupholme and Stepanishen [27], 
[28], is a popular approach to simulate linear ultrasound fields and pulse-echo signals [29]. 
Assuming an isotropic, homogeneous and non-dissipative medium, the transient pressure field 
𝑝(𝒓, 𝑡) of a planar transducer in an infinite rigid baffle at a point of observation r, can be written as 
the convolution of the first time derivative of the normal velocity of the transducer surface 𝑣(𝑡), 
with an IR function ℎ(𝑟, 𝑡), which depends on the spatial position relative to the geometry of the 
piston: 
                                                            𝑝(𝒓, 𝑡) =  𝜌
𝜕𝑣(𝑡)
𝜕𝑡
∗ ℎ(𝒓, 𝑡),                                                 (2.1) 
where ρ is the density of the medium, and ℎ(𝑟, 𝑡), is defined as 
                                                         ℎ(𝒓, 𝑡) = ∫
𝛿(𝑡−
𝑅
𝑐
)
2𝜋𝑅𝑆
𝑑𝑆,                                                            (2.2) 
here δ is the Kronecker delta function, S denotes the active area of the radiator, R is the distance 
from 𝑑𝑆 to the field point r, and c is the velocity of sound in the medium. This integral is essentially 
the quantitative formulation of the Huygens’ principle in which the transducer surface can be seen 
as a collection of point sources. In this way, only the points on the transducer surface lying at a 
proper distance from the observation point at a given time point will contribute to the response. 
Therefore, the calculation of the integral in (2.2) can be reduced to solving a geometrical problem 
where the intersection of the transducer aperture with a growing sphere has to be found, Fig. 2.1. As 
such, analytical expressions can be derived for several transducer geometries [28], [30]–[32], for 
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several transducer velocity profiles [33], [34], for curved transducers [35] [36], and for rectangular 
double curved transducers[37] . 
 
                                        
Fig. 2.1. Intersection of the transducer surface with a growing sphere with radius c*t (where c is the speed of sound 
in the medium and t is the time, ‘*’ indicates multiplication), centered at the point of observation ( 𝑟) 
 
The IR function can become very peaked (i.e. containing discontinuities) in particular in the far 
field of the transducer. As a result, in order to evaluate the IR function numerically, high sampling 
frequencies are required increasing calculation time and making data handling more cumbersome. 
However, as transducers used in medical ultrasound are band limited, the high frequency 
components of the IR function are irrelevant. This has formed the basis for approaches to avoid the 
use of high sampling frequencies proposed in [38] and [39]. Indeed, D’hooge et al. proposed a 
method to analytically smooth the IR function with a rectangular pulse (i.e. analytically low-pass 
filter the IR function). This implies that geometrically the area of intersection of a solid sphere 
centered at the point of observation and the transducer has to be found. On the other hand, Jensen 
and Svendsen suggested a far-field approximation in which the IR is assumed to be trapezoidal and 
only the times-of-flight from the transducer corners to the field point have to be calculated.  
 
However, despite these solutions towards limiting calculation times, speed remains an issue when 
simulating 2D arrays. The underlying reason for this is not only the mere element count but also the 
relatively inefficient analytical expression of the IR of an individual (rectangular) element itself. 
This is particularly true when the projection of the point of observation in the transducer plane lies 
outside the transducer aperture.  
 
Indeed, the solution for a rectangular transducer element is based on the superposition principle and 
was originally proposed by [30]. The classical formulation of the IR of a rectangular transducer 
(element) assumes that the point of observation is located exactly above the corner of the 
rectangular aperture (illustrated in Fig. 2.2(a)). In case of an arbitrary point of observation, a 
construction of four synthetic rectangles is made – as shown in Fig. 2.2(b) – such that the projection 
of the point of observation on the transducer plane lies at the corner of each of these four rectangles. 
In this way, the solution of each of the synthetic rectangles can be calculated and an effective IR is 
defined by superposition of these individual contributions. 
 
However, if the point of observation falls outside the original aperture, the construction of four 
synthetic rectangles implies that the original aperture is enlarged and that some contributions that 
are accounted for originally subsequently need to be subtracted. When the projection of the point of 
observation in the transducer plane is relatively far from the active aperture area, the enlargement 
becomes very significant and substantial time is spent on calculating the contribution of rectangles 
that ultimately will be subtracted again afterwards, as shown in Fig. 2.3.  
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Fig. 2.2. General geometry of the projection of a point observation in front of a rectangular transducer, (a) when it 
lies on the corner of the transducer, and (b) when it is an arbitrary point and the four synthetic rectangles are made. 
 
In the worst case (Fig. 2.3-(c)), two of the synthetic rectangles (which do not contain the transducer 
area) overlap implying that a third rectangle (with a size equal to the area of overlap) needs to be 
calculated to be added since the overlapped area was subtracted twice. This implies that the 
contribution of this area is effectively estimated three times, when at the end none of it is actually 
used to express the IR of the transducer surface. Obviously, this implies that redundant calculations 
are being made. This situation is particularly true when simulating 2D matrix arrays, as due to the 
small size of the single elements the point of observation is most likely to be in this latter situation.  
Hereto, San Emeterio and Ullate [40] proposed a closed-form expression for the IR of a rectangular 
transducer avoiding inefficient calculations while keeping the accuracy in the responses. The 
proposed method directly calculates the solution based on the angles of intersection between the 
rectangular aperture and the growing sphere centered at the point of observation rather than using 
the superposition principle described above. The expressions proposed by these authors depend on 
the relative position of the mentioned point to the transducer surface. 
 
                                 
Fig. 2.3. Superposition method. Four synthetic rectangles required when the projection of the point of observation 
lies outside the transducer surface, (a) on top the aperture, (b) next to the aperture, and (c) in the fourth quadrant. The 
filled areas are the rectangles that are subtracted. 
 
However, although this method improves the calculation time of the IR for a single element, it does 
not solve the numerical difficulties related to the discontinuities in the response and high sampling 
frequencies are therefore still required. Therefore, in this manuscript, an analytical expression is 
proposed which combines the more efficient calculation of the IR, described by [40], with the 
analytical low pass filter, described by [38]. 
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2.2 Theory 
Following the same principles and making the same assumptions as in [38] , ℎ(𝑟, 𝑡) can be low pass 
filtered without losing accuracy and can be expressed as: 
                                                          𝐿∗(𝑐𝑡) ≈
𝑂(𝑐(𝑡+
∆𝑡
2
))− 𝑂(𝑐(𝑡−
∆𝑡
2
))
𝑐∆𝑡
𝑠𝑖𝑛𝜃(𝑐𝑡)
,                                             (2.3) 
where 𝐿∗(𝑐𝑡)is the smoothed arc-length of the IR and O(ct) is the area of intersection of a solid 
sphere, of radius 𝑐𝑡, with the transducer aperture, this intersection defines a cone with θ(ct) half top 
its angle; Δt is the width of the rectangular pulse with which the IR is smoothed. Then, as in [40], 
the area of intersection between the solid sphere and the transducer surface can be calculated based 
on the angle of intersection and the geometry of the intersected area. 
 
Fig. 2.4. Graphical description of the areas described in equation 3, in which the area of intersection of a circle (with 
radius √c2t2 − x2) and a rectangle is found in four stages, (a) it is a triangular area where one of the sides of the 
triangle is the arc of the circle, (b) it is the area of a synthetic rectangle where one of the corners is the arc  of the 
circle, (c) it is the area of the rectangle with sides l1 and s1,  with the farthest corner (from the center of the circle) as 
the arc of the circle, and d) it is the area of the entire rectangle. 
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Using the notations introduced in Fig. 2.4, the proposed method defines the area of intersection of 
the solid sphere (with radius √c2t2-x2) and the rectangular transducer surface (with l1≥s1), in four 
stages (for l2≥ l1 and s2≥ s1): 1) it is the circular sector minus two leftovers triangles (Fig. 2.4(a)); 2) 
it is the area of a synthetic rectangle, minus a triangle, plus a circular segment (Fig. 2.4(b)); 3) the 
same as the previous, but the area of the rectangle is the full transducer aperture (Fig. 2.4(c)); and 
2.4) it is the area of the entire transducer (Fig. 2.4(d)). Mathematically, this is expressed as (using 
the notations as in Fig. 2.5): 
 
 
 
 
 
Fig. 2.5. Geometry for a field point in the far field of the rectangular aperture, used to find the area of intersection of 
the solid sphere with the transducer surface. Where R = c(t+ ∆t/2) is the external radius of the solid sphere and r = 
c(t- ∆t/2) is the internal. The three areas represent three different moments of the intersection. (a) l2≥ l1 and s2≥ s1, (b) 
l2≤ l1 and s2≥ s1, (c) l2≥ l1 and s2≤s1 
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In case l2≥ l1 and s2≥ s1: 
𝑂(𝑐𝑡) =  (𝑐2𝑡2 − 𝑥2)×
{
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 [𝐻𝑐𝑡 (√𝑥2 + 𝑑3
2 + 𝑑4
2  ) − 𝐻𝑐𝑡 (√𝑥2 + 𝑑3
2 + 𝑑2
2  )]
× [
(
𝜃+𝜑
2
) 𝑟𝑎𝑑𝑖𝑢𝑠2  −
(
1
2
) 𝑟𝑎𝑑𝑖𝑢𝑠 (√𝑑3
2 + 𝑑4
2) (𝑠𝑖𝑛𝜃 + 𝑠𝑖𝑛𝜑)
] +
 [𝐻𝑐𝑡 (√𝑥2 + 𝑑3
2 + 𝑑2
2  ) − 𝐻𝑐𝑡 (√𝑥2 + 𝑑1
2 + 𝑑4
2  )]
× [𝑏𝑎𝑠𝑒×ℎ𝑒𝑖𝑔ℎ𝑡 −
(√(2sin(
𝛽
2
)𝑟𝑎𝑑𝑖𝑢𝑠)
2
−ℎ𝑒𝑖𝑔ℎ𝑡2)ℎ𝑒𝑖𝑔ℎ𝑡
2
+
1
2
(𝛽 − 𝑠𝑖𝑛𝛽)𝑟𝑎𝑑𝑖𝑢𝑠2
] +
 [𝐻𝑐𝑡 (√𝑥2 + 𝑑1
2 + 𝑑4
2  ) − 𝐻𝑐𝑡 (√𝑥2 + 𝑑1
2 + 𝑑2
2  )]×
[(2𝑙1)(2𝑠1) − 
sin (𝛾)cos (𝛾)ℎ𝑦𝑝𝑜𝑡𝑒𝑛𝑢𝑠𝑒
2
+ 
1
2
(𝜀 − 𝑠𝑖𝑛𝜀)𝑟𝑎𝑑𝑖𝑢𝑠2]
+𝐻𝑐𝑡 (√𝑥2 + 𝑑1
2 + 𝑑2
2)× (
4𝑙1𝑠1
𝑐2𝑡2−𝑥2
) }
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
,      (2.4) 
where,  
                                                                  𝑑1 = 𝑙1 + 𝑙2                                                                  (2.5) 
                                                                           𝑑2 = 𝑠2 + 𝑠1                                                                 (2.6) 
                                                                  𝑑3 = 𝑙2 − 𝑙1                                                                  (2.7) 
                                                                          𝑑4 = 𝑠2 + 𝑠1                                                                  (2.8) 
                                          𝜃 = acos (
𝑑4
√𝑑3+𝑑4
) + acos (
𝑑3
𝑟𝑎𝑑𝑖𝑢𝑠
) −
𝜋
2
,                                              (2.9) 
                                          𝜑 = acos (
𝑑3
√𝑑3+𝑑4
) + acos (
𝑑4
𝑟𝑎𝑑𝑖𝑢𝑠
) −
𝜋
2
,                                            (2.10) 
                {
𝑎𝑐𝑜𝑠 (
𝑑3
√𝑑3+𝑑4
) + 𝑎𝑐𝑜𝑠 (
𝑑4
𝑟𝑎𝑑𝑖𝑢𝑠
) −
𝜋
2
, √𝑥2 + 𝑑3
2 + 𝑑2
2 ≤ √𝑥2 + 𝑑1
2 + 𝑑4
2
𝑎𝑐𝑜𝑠 (
𝑑3
𝑟𝑎𝑑𝑖𝑢𝑠
) + 𝑎𝑐𝑜𝑠 (
𝑑4
√𝑑3+𝑑4
) −
𝜋
2
, √𝑥2 + 𝑑3
2 + 𝑑2
2 ≥ √𝑥2 + 𝑑1
2 + 𝑑4
2 
,                (2.11) 
    
              {
asin (
d2
radius
) + acos (
d4
radius
) − 
𝜋
2
, √𝑥2 + 𝑑3
2 + 𝑑2
2 ≤ √𝑥2 + 𝑑1
2 + 𝑑4
2  
asin (
𝑑1
𝑟𝑎𝑑𝑖𝑢𝑠
) + acos (
𝑑3
𝑟𝑎𝑑𝑖𝑢𝑠
) −
𝜋
2
, √𝑥2 + 𝑑3
2 + 𝑑2
2 ≥ √𝑥2 + 𝑑1
2 + 𝑑4
2 
 ,                     (2.12) 
                                                𝜀 = asin (
𝑑1
𝑟𝑎𝑑𝑖𝑢𝑠
) + asin (
𝑑2
𝑟𝑎𝑑𝑖𝑢𝑠
) −
𝜋
2
,                                         (2.13) 
                                                                𝛾 = acos (
𝑑2
𝑟𝑎𝑑𝑖𝑢𝑠
) +
𝜀
2
,                                                  (2.14) 
                 𝑏𝑎𝑠𝑒 =  √(𝑑3 + 𝑑4) + 𝑟𝑎𝑑𝑖𝑢𝑠2 − 2(√𝑑3 + 𝑑4)𝑟𝑎𝑑𝑖𝑢𝑠 + cos (𝛼),                        (2.15) 
                                                        ℎ𝑒𝑖𝑔ℎ𝑡 = 2×min (𝑙1, 𝑠1),                                                     (2.16) 
                                                   𝐻𝑐𝑡(𝑚) =  {
1,   𝑐𝑡 ≥ 𝑚
0,   𝑐𝑡 < 𝑚
.                                                             (2.17) 
 
𝛽 =
𝛼 = 
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In case l2≤ l1 and s2≥ s1: 
𝑂(𝑐𝑡) = (𝑐2𝑡2 − 𝑥2)× 
{
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 [𝐻𝑐𝑡 (√𝑥2 + 𝑑4
2  ) − 𝐻𝑐𝑡 (√𝑥2 + 𝑑3
2 + 𝑑4
2  )]
× [
1
2
(𝜃 − sin(𝜃))𝑟𝑎𝑑𝑖𝑢𝑠2]
+ [𝐻𝑐𝑡 (√𝑥2 + 𝑑3
2 + 𝑑4
2  ) − 𝐻𝑐𝑡 (√𝑥2 + 𝑑2
2  )]
× [(
𝜃
2
+𝛼
2
) 𝑟𝑎𝑑𝑖𝑢𝑠2 −
((√𝑟𝑎𝑑𝑖𝑢𝑠2−𝑑2 4+tan(𝛼)𝑑4)𝑑4)
2
 +
((√𝑟𝑎𝑑𝑖𝑢𝑠2−𝑑3
2−d4)
2
tan(𝛼))
2
]
 + [𝐻𝑐𝑡 (√𝑥2 + 𝑑2
2  ) − 𝐻𝑐𝑡 (√𝑥2 + 𝑑1
2 + 𝑑4
2  )]
×
[
 
 
 
 (√𝑟𝑎𝑑𝑖𝑢𝑠2−𝑑32−𝑑4)
2
tan(𝛼)
2
+
𝛽
2
𝑟𝑎𝑑𝑖𝑢𝑠2 −
1
2
(
𝜃
2
− sin (
𝜃
2
)) 𝑟𝑎𝑑𝑖𝑢𝑠2 −
(𝑑3− (√𝑟𝑎𝑑𝑖𝑢𝑠2−𝑑3
2−𝑑4)tan(𝛼)+(√𝑟𝑎𝑑𝑖𝑢𝑠2−𝑑4
2)𝑑4)
2 ]
 
 
 
 
+ [𝐻𝑐𝑡 (√𝑥2 + 𝑑1
2 + 𝑑4
2  ) − 𝐻𝑐𝑡 (√𝑥2 + 𝑑3
2 + 𝑑2
2  )]
×[(
𝜇
2
) 𝑟𝑎𝑑𝑖𝑢𝑠2 +
(√𝑟𝑎𝑑𝑖𝑢𝑠2−𝑑1
2)𝑑1
2
+ 
(√𝑟𝑎𝑑𝑖𝑢𝑠2−𝑑3
2)𝑑3
2
−
   
 
(2𝑑4𝑙1) − 
1
2
(𝜀 −  sin (𝜀))𝑟𝑎𝑑𝑖𝑢𝑠2]    
     
+ [𝐻𝑐𝑡 (√𝑥2 + 𝑑3
2 + 𝑑2
2  ) − 𝐻𝑐𝑡 (√𝑥2 + 𝑑1
2 + 𝑑2
2  )]
× [4𝑠1𝑙1 −
 sin(𝛾) cos(𝛾)(2 sin(
𝜑
2
)𝑟𝑎𝑑𝑖𝑢𝑠)
2
2
 +  
1
2
(𝜑 − sin(𝜑))𝑟𝑎𝑑𝑖𝑢𝑠2]
+𝐻𝑐𝑡 (√𝑥2 + 𝑑1
2 + 𝑑2
2  )×(
4𝑠1𝑙1
𝑐2𝑡2−𝑥2
)
}
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
,                 (2.18) 
where, 
                                                                  𝜃 = 2 acos (
𝑑4
√𝑐2𝑡2−𝑥2
),                                                (2.19) 
                                                                𝛼 = asin (
𝑑3
√𝑐2𝑡2−𝑥2
),                                                    (2.20) 
                                          𝛽 = asin (
𝑑3
√𝑐2𝑡2−𝑥2
)  +acos (
𝑑4
√𝑐2𝑡2−𝑥2
),                                            (2.21) 
                                            𝜇 = asin (
𝑑1
√𝑐2𝑡2−𝑥2
) + asin (
𝑑3
√𝑐2𝑡2−𝑥2
),                                           (2.22) 
                                                         𝜀 = 2 acos (
𝑑2
√𝑐2𝑡2−𝑥2
),                                                        (2.23) 
                                              𝜑 = asin (
𝑑2
√𝑐2𝑡2−𝑥2
) + asin (
𝑑1
√𝑐2𝑡2−𝑥2
) −
𝜋
2
,                                  (2.24) 
                                                          𝛾 = acos (
𝑑2
√𝑐2𝑡2−𝑥2
) +
𝜀
2
.                                                    (2.25) 
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In case l2≥ l1 and s2≤s1: 
𝑂(𝑐𝑡) = (𝑐2𝑡2 − 𝑥2)× 
{
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 [𝐻𝑐𝑡 (√𝑥2 + 𝑑3
2  ) − 𝐻𝑐𝑡 (√𝑥2 + 𝑑3
2 + 𝑑4
2  )]
× [
1
2
(𝜃 − sin(𝜃))𝑟𝑎𝑑𝑖𝑢𝑠2]
+ [𝐻𝑐𝑡 (√𝑥2 + 𝑑3
2 + 𝑑4
2  ) − 𝐻𝑐𝑡 (√𝑥2 + 𝑑1
2  )]
× [(
𝜃
2
+𝛼
2
) 𝑟𝑎𝑑𝑖𝑢𝑠2 −
((√𝑟𝑎𝑑𝑖𝑢𝑠2−𝑑3
2+tan(𝛼)𝑑3)𝑑3)
2
 +
((√𝑟𝑎𝑑𝑖𝑢𝑠2−𝑑4
2−d3)
2
tan(𝛼))
2
]
+ [𝐻𝑐𝑡 (√𝑥2 + 𝑑1
2  ) − 𝐻𝑐𝑡 (√𝑥2 + 𝑑3
2 + 𝑑2
2  )]
×
[
 
 
 
 (√𝑟𝑎𝑑𝑖𝑢𝑠2−𝑑42−𝑑3)
2
tan(𝛼)
2
+
𝛽
2
𝑟𝑎𝑑𝑖𝑢𝑠2 −
1
2
(
𝜃
2
− sin (
𝜃
2
)) 𝑟𝑎𝑑𝑖𝑢𝑠2 −
(𝑑4− (√𝑟𝑎𝑑𝑖𝑢𝑠2−𝑑4
2−𝑑3) tan(𝛼)+(√𝑟𝑎𝑑𝑖𝑢𝑠2−𝑑3
2)𝑑3)
2 ]
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𝜑
2
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2
2
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1
2
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,                  (2.26) 
where, 
                                                                   𝜃 = 2 acos (
𝑑3
√𝑐2𝑡2−𝑥2
),                                               (2.27) 
                                                               𝛼 = asin (
𝑑4
√𝑐2𝑡2−𝑥2
),                                                      (2.28) 
                                          𝛽 = asin (
𝑑4
√𝑐2𝑡2−𝑥2
)  +acos (
𝑑3
√𝑐2𝑡2−𝑥2
),                                             (2.29) 
                                            𝜇 = asin (
𝑑2
√𝑐2𝑡2−𝑥2
) + asin (
𝑑4
√𝑐2𝑡2−𝑥2
),                                           (2.30) 
                                                            𝜀 = 2 acos (
𝑑1
√𝑐2𝑡2−𝑥2
),                                                      (2.31) 
                                          𝜑 = asin (
𝑑1
√𝑐2𝑡2−𝑥2
) + asin (
𝑑2
√𝑐2𝑡2−𝑥2
) −
𝜋
2
,                                     (2.32) 
                                                     𝛾 = acos (
𝑑1
√𝑐2𝑡2−𝑥2
) +
𝜀
2
.                                                         (2.33) 
2. A new analytic expression for fast calculation of the transient near and far field of a rectangular baffled piston 
28 
Note: the position dependent equations in case l2≥ l1 and s2≤s1, and in case l2≤ l1 and s2≥ s1 have 
been omitted for the sake of brevity but these expressions are very analogous and can easily be 
derived. In case l2 ≤ l1 and s2≤s1, the original expressions proposed in D’hooge et al. using the 
superposition principle, do not contain redundant calculations and were therefore re-used to 
complete the calculations of the IR. 
 
Remark that the same constraint on how much the IR function can be smoothed while keeping 
accuracy, as detailed in [38], has to be taken into account, where the maximal amount of smoothing 
is limited by the highest-frequency component of the excitation pulse as: 
                                                                        𝑓𝐸𝑚𝑎𝑥 <
1
∆𝑡
.                                                            (2.34) 
 
            
Fig. 2.6. The impulse response function of a rectangular transducer with 𝑙1 = 𝑠1, smoothed with rectangular pulses of 
different width ∆𝑡, 𝑓𝑆 =100MHz. x/ 𝑠1 = 20, y/ 𝑙1 = 30, and z/ s1 = 30. 
2.3 Simulations 
In order to compare accuracy and speed, the smoothed expressions presented by D’hooge et al. 
(reference method) and the proposed equations were implemented in MATLAB R2010b 
(MathWorks Inc., Natick, MA). The IR function, of a rectangular single element transducer 
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(9.28x9.28mm2) at a depth of 10cm, was calculated 1) smoothed with rectangular pulses of different 
widths (∆t) sampled at 100MHz at a single spatial position (y/𝑙1 = 30, and z/s1 = 30), and 2) at 
different spatial positions smoothed with a rectangular pulse of 120ns (∆t) and sampled at 50MHz.  
 
Also, for the same parameters used in simulation 2), the IR function was calculated 1000 times at 
different spatial positions along the diagonal of the rectangular single element transducer. The 
resulting IRs were compared and the time required for their calculation was recorded. 
2.4 Results  
Figure 2.6 shows the IR function smoothed with rectangular pulses of different widths while Fig. 
2.7 illustrates the IR function for a rectangular transducer smoothed with rectangular pulse of 120ns 
width (∆𝑡) at different spatial positions. Both figures show a perfect match between the IR’s 
calculated with either method at all smoothing levels and spatial locations. 
 
      
Fig. 2.7. The impulse response function of rectangular transducer with s1/l1=1, at different spatial positions with the 
reference method (dashed) and the proposed expressions (solid). 
 
The average CPU time for calculation of the IR of a single element transducer and at different 
points of observation moving away along its diagonal is presented in Fig. 2.8. The mean calculation 
time reduced from an average of 2.32s per spatial position for the classical expression to 0.59s for 
the proposed expression resulting in a total speed up of 3.93±0.03 times. 
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Fig. 2.8. Average time per spatial position of the point of observation (moving away from the transducer in its 
diagonal, from 2 to 30 times the transducer dimensions) expended to calculate the impulse response of a single 
element transducer (9.28x9.28mm2) - dashed reference method, solid proposed expressions. 
2.5 Discussion  
A method to compute near and far field transient pressure fields of rectangular transducers, for a 
point of observation outside the transducer aperture using low sampling frequencies has been 
presented. The method is based on the IR calculation approach presented by San Emeterio and 
Ullate, where the superposition method is avoided, and the analytical low pass filter proposed by 
D’hooge. Expressions to smooth the IR function with a rectangular pulse were derived.  
 
Simulations to validate the accuracy and quantify the total speed up were made. For all points of 
observation, the IRs calculated with the classical and the proposed expressions were identical while 
the average speed up for all points of (around) 4 times was obtained. As expected, the new 
expressions are intrinsically faster than the reference method; this is especially notable when the 
point of observation goes far from transducer, which is when the reference method becomes 
significantly inefficient since the area of the synthetic rectangles outside the transducer aperture are 
considerably big, as can be noticed in Fig. 2.8.  
 
Current 2D matrix array transducers have 32x32 elements (for a total of 1024 elements) or more. 
Linear extrapolation of the above-mentioned calculation times results in about 40 minutes for 
calculating the IR using the original formulation while with the new expression this reduces to 
about 10 minutes. Typically, a sound field (i.e. multiple points of observation) is required increasing 
the total computation time further and making the gain in absolute calculation times quite 
significant. In addition, if such arrays were simulated at high frequencies as required for the 
classical IR method, beamforming using a delay and sum approach would become a bottle neck due 
to the vast amount of data. 
Finally, it should be noted that the proposed expressions were implemented in MATLAB and that 
implementation in a compiled computer language (e.g. C++) or on a GPU would further speed up 
the simulations times. 
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2.6 Conclusion 
This new expression will be particularly relevant for 2D matrix transducer design where 
computation times remain currently a bottle neck in the design process. 
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Abstract 
It was previously demonstrated in 2D echocardiography that a proper multi-line transmit (MLT) 
implementation can be used to increase frame rate while preserving image quality. Initial findings 
for extending MLT to 3D showed that it might address the low spatiotemporal resolution of current 
volumetric ultrasound systems. However, to date, it remains unclear how much transmit/receive 
parallelization would be possible using a 3D MLT system. Therefore, the aim of this study was to 
contrast different MLT setups for 3D imaging by computer simulation in order to determine an 
optimal trade-off between the amount of parallelization of a MLT system and the corresponding 
signal-to-noise ratio of the resulting images. Hereto, the image quality of several MLT setups was 
estimated by quantifying their cross-talk energy level. The results showed that for the tested setups 
4MLT broad beams and 9MLT narrow beams with Tukey (α=0.5) apodization in transmit and 
receive, give the highest frame rate gain while maintaining an acceptable inter-beam interference 
level. Moreover, although 16MLT narrow beams with Tukey/Tukey (α=0.5) apodization did show 
more pronounced inter-beam interference, its gain in frame rate might outweigh its predicted loss in 
image quality.  
3.1 Introduction 
Echocardiography is the modality of choice for physicians to visualize the heart as it offers several 
advantages over other imaging techniques. Furthermore, volumetric (3D) cardiac ultrasound has 
gained clinical interest due to the multi-dimensional nature of the heart, which makes it more 
intuitive for practitioners to interpret the resulting images. Typically, to image the whole heart a 
75°x75° volume is required, which would take about ten thousand focused transmits to scan without 
parallelization at full (2D) line density (~100 emissions in both azimuth and elevation directions). 
Using a pulse repetition frequency (PRF) of 5kHz, which is common for transthoracic cardiac 
imaging, and given the above-mentioned scan configuration, the achievable frame rate would thus be 
about 0.5Hz. Obviously, this frame rate is too low to visualize a moving heart (beating around 60 
times per minute) in real-time.  
 
To overcome this limitation, different methods that have been presented mainly for 2D imaging to 
increase frame rate, have also been implemented for 3D acquisitions. Current state-of-the-art 
commercial systems make use of a combination of several of those techniques for fast volumetric 
imaging, such as limiting the field of view [41], decreasing the line density [42], using retrospective 
ECG gating [14], and/or applying parallel receive beamforming (i.e. multi-line acquisition, MLA) 
[25]. In this way, a frame rate of approximately 20-25Hz can be achieved at low/moderate line 
density for real-time/ECG-gated 3D recordings. Unfortunately, the gain in frame rate using these 
techniques typically comes at the expense of both spatial resolution and signal-to-noise ratio (SNR). 
Moreover, the achieved frame rate can only describe cardiac kinematics in a very rough manner as 
some of the cardiac phases (in particular the iso-volumetric phases) are known to be associated with 
very fast motion and deformation of the cardiac muscle [42]. 
 
As an alternative, multi-line transmit beamforming (MLT) has been proposed to increase temporal 
resolution without significantly compromising the spatial resolution and/or the SNR [18]. This is 
achieved by simultaneously transmitting multiple focused beams, thereby allowing for harmonic 
imaging [19]. Although potential artifacts such as cross-talk might be introduced due to the 
interaction between the MLT beams, we have recently demonstrated in 2D that they can be 
suppressed by using proper apodization [20][21]. Also, transmitting into multiple directions 
simultaneously implies the acoustic superposition of the MLT beams in the near field, which raises 
safety concerns. However, we recently demonstrated that by small modifications of the transmit 
beamforming the safety parameters can be adjusted to remain within safety regulations [43]. In 
addition, in order to test the feasibility of MLT for volumetric imaging, a preliminary study was 
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performed where the 2D findings were extrapolated to 3D. It was qualitatively shown that a 16MLT 
system could generate volumetric images with an acceptable image quality while speeding up the 
acquisition process by a factor of 16 [23].  
 
Despite the fact that MLT can easily be combined with MLA to increase the gain in frame rate, to 
date, a direct comparison of different MLT beam setups customized for a different amount of MLA 
for fast 3D cardiac ultrasound imaging has not been performed. Hence, the aims of this study was to 
perform systematic computer simulations to determine the optimal trade-off between the amount of 
transmit and receive parallelization of a system and its cross-talk energy level, i.e. its effect on the 
image quality. 
 
(a) 4MLT 
 
 
(b) 9MLT 
 
 
(c) 4MLT 
 
Fig. 3.1. Top view of different staggered transmits patterns with (a) 4MLT, (b) 9MLT, (c) 16MLT beams. The red 
dots represent the transmit directions of the MLT beams at the center of each sub-volume, the shaded areas in each 
pattern exemplify the sub-volumes that a given MLT beam would cover during the volumetric scan. 
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3.2 Methods 
3.2.1 Simulation setup 
A 2D square phased array transducer (10x10mm2, 32x32 elements) transmitting a Gaussian pulse 
with a central frequency of 2.5MHz and 50% bandwidth was simulated using a GPU-based 
implementation of the spatial impulse response method (Simpulse) [44]. The transmit beams were 
focused at 60mm while dynamic focusing was used during receive.  
 
 
(a) Beams in a conventional spherical grid  
 
(b) Beams rotated along the diagonal and staggered 
 
Fig. 3.2. Schematic of a 4MLT-NarrowBeams system in a plane parallel to the transducer surface (C-plane) where 
the parallel beams are located: (a) in a conventional spherical grid symmetric to the main directions of the transducer, 
and (b) 45⁰ rotated respect to the transducer and staggered between azimuthal neighboring. The red circles around 
each beam profile represent the receive directions of each of the 4MLA beams, as can be seen in the zoomed image. 
 
In our previous 2D findings [20], Tukey apodization (α=0.5), when applied in both transmit and 
receive, showed a significant suppression of cross-talk artifacts. However, the use of apodization 
broadens the acoustic beam which could lead to adverse effects. Therefore, the effect of such 
apodization in the 3D setting was also studied by quantifying the cross-talk level of the system with 
and without Tukey apodization. 
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3.2.2 MLT implementations 
A 75°x75° pyramidal volume was divided into equally sized sub-volumes, where the number of sub-
volumes was equal to the number of MLT beams (e.g. for a 4MLT system, the volume was divided 
into 4 sub-volumes). Each sub-volume represents the effective scanning area that each transmit beam 
would cover during a volumetric scan, exemplified as shaded areas in Fig. 3.1. 
 
To further increase the temporal resolution, the beam width of the tested setups was customized 
based on the desired amount of receive parallelization (MLA) from each transmit beam. Hereto, 
equation 10 of [15] expresses the number of MLA beams (𝑁𝑀𝐿𝐴) that need to be reconstructed from 
a single-line transmit beam (SLT) in order to satisfy the Nyquist sampling requirements given the 
specified oversampling factor, in 2D, as: 
                                                           𝑁𝑀𝐿𝐴 =
𝑝𝑡𝑥
𝑝𝑡𝑥𝑟𝑥
( 1 +
𝑎𝑟𝑥
𝑎𝑡𝑥
),                                                      (3.1) 
where 𝑎𝑡𝑥 and 𝑎𝑟𝑥 are the transmit and receive aperture size respectively, and 𝑝𝑡𝑥 and 𝑝𝑡𝑥𝑟𝑥 are the 
transmit and two-way oversampling factors respectively, which are the amount of overlap between 
the beams to avoid image artifacts due to inter-beam spacing. Assuming equal aperture size as well 
as oversampling factors in transmit and receive, to fully sample the field of view while limiting the 
number of transmissions, four parallel receive lines (or more if a smaller inter-beam spacing is used) 
symmetrically placed around each transmit beam must therefore be reconstructed. This implies that 
in 3D at least four parallel receive lines (two in azimuth and two in elevation) have to be 
simultaneously reconstructed from each narrow transmit beam (i.e. 4MLA). On the other hand, 
based on equation (3.1), to reconstruct at least four MLA’s in each direction from a SLT beam (i.e. 
16MLA), while using the same transmit and two-way oversampling factors, the original transmit 
aperture should be reduced to one ninth (i.e. by a third in each dimension), leading to a broadened 
transmit beam. Hence, in the present work, two beam widths were studied, narrow-beam (i.e. 
transmitted with the full aperture) and broad-beam (i.e. transmitted with a third of the aperture). The 
tested setups were: 4MLT-NarrowBeams, 4MLT-BroadBeams, 9MLT-NarrowBeams, 9MLT-
BroadBeams, 16MLT-NarrowBeams and 16MLT-BroadBeams, resulting in an expected increase in 
frame rate by a factor of 16, 64, 36, 144, 64, and 256, respectively. Each setup was tested with and 
without Tukey (α = 0.5) apodization. As an example, Fig. 3.2(a) shows a schematic of a 4MLT-
NarrowBeams system in a plane parallel to the transducer surface. 
 
Furthermore, according to the Fraunhofer approximation, the pressure field in the focal plane of a 
transducer can be approximated as the Fourier transform of the pressure distribution on the aperture. 
Therefore, the cross-section of the 2D beam profile of a rectangular aperture has the shape of a sinc-
function in both azimuth and elevation direction. Thus, the pressure field on a 2D plane parallel to 
the transducer (C-plane) will have a cross-shape, similar to the ones shown in Fig. 3.2 implying that 
the side lobes of a rectangular transducer occur mostly in its main directions. As cross-talk occurs as 
the result of the interference between the main lobe of a MLT beam and the side lobes of (an)other 
MLT beam(s), earlier studies have proven that it can be reduced by positioning the transmit beams 
along the diagonal of the aperture [45]. Additionally, we have previously demonstrated that further 
cross-talk reduction can be obtained by spatially separating the beams in neighboring planes by 
means of staggering the MLT transmit directions [23]. Therefore, in order to suppress cross-talk as 
much as possible, in the present implementations, the simultaneous transmit beams were rotated 45° 
to be along the diagonal of the transducer and staggered between neighboring planes, as illustrated in 
Fig. 3.3(b). This beam configuration is also displayed in Fig. 3.2(b). 
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(a) Conventional spherical grid 
 
(b) Rotated along the diagonal and staggered 
 
Fig . 3.3. Top view of the steering transmits directions for a 9MLT system with respect to the rectangular aperture 
(central blue square), (a) conventional spherical grid symmetric to the main directions of the transducer, (b) 45⁰ 
rotated respect to the transducer and staggered between neighboring planes. 
 
3.2.3 Cross-talk quantification 
To quantify the inter-beam perturbation of the tested systems, two-way beam profiles of a beam 
transmitted into one of the MLT directions (𝜃𝑖) and subsequently receiving along each of the MLT 
beam directions (including the same transmit direction - 𝜃1…𝑖…𝑗), were simulated on a C-plane at 
65mm (around half way of the common image line length for cardiac applications). The sum of the 
energy (i.e. the squared peak pressure amplitudes) while transmitting and receiving in the same MLT 
direction was defined as the SLT energy (i.e. the ideal situation), whereas the sum of the energy that 
deviates from the transmit beam towards the other remaining MLT directions, i.e. when transmitting 
in a given MLT direction but receiving in one of the other remaining MLT directions, was 
considered cross-talk. This procedure was repeated for every MLT beam in the setup. Then, the final 
cross-talk energy level (𝐸𝑥𝑡𝑎𝑙𝑘), was quantified in decibels. Mathematically, this can be expressed as:  
                                        𝐸𝑥𝑡𝑎𝑙𝑘 = 10 ∗ 𝑙𝑜𝑔10 (
∑ ∑ 𝐸
𝜃𝑖𝑗#𝑚𝑙𝑡
𝑗=1,𝑗≠𝑖
#𝑚𝑙𝑡
𝑖=1
∑ 𝐸𝜃𝑖𝑖#𝑚𝑙𝑡𝑖=1
),                                                (3.2) 
where: 𝑖, is a given MLT direction being assessed; 𝑗, is a MLT directions different from the 
direction being tested (𝑖);  #𝑚𝑙𝑡, is the total number of MLT beams in the system; 𝐸𝜃𝑖𝑗 , is the 
energy in the C-plane when transmitting in a given MLT direction 𝑖 and receiving in one of the 
other direction (𝑗) (i.e. cross-talk); and 𝐸𝜃𝑖𝑖, is the energy in the C-plane, when transmitting in a 
given MLT direction 𝑖 and receiving in the same direction 𝑖 (i.e. SLT energy). 
 
Based on a retrospective analysis of our previous work on 2D MLT, a cross-talk energy level of -
30dB was defined as a cut-off to obtain acceptable B-mode SNR. Indeed, this cross-talk level was 
originally found by computer simulation [20] and later showed to produce good image quality in 
experimental setups and in-vivo despite the different acoustic properties of the distinct cardiac 
structures [21].  
 
The present in-silico study was divided into the following parts. First, in order to evaluate the cross-
talk energy level of all the different systems, a single transmit event was used. Namely, the directions 
of the MLT beams corresponding to the center of each of their sub-volumes were simulated (cf. Fig. 
3.1). Then, to test the performance throughout the entire volume, the best configurations for each of 
the tested MLT setups was also evaluated at two other depths, i.e. 35mm and 95mm. Moreover, the 
MLT configurations that gave the highest frame rate gain while keeping an acceptable cross-talk 
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level were evaluated at four other steering directions in each sub-volume in order to further assess its 
performance, as illustrated with dots of different colors in Fig. 3.4, for a 16MLT system. Finally, 
other authors have proposed to position the 4MLT beams in the volume along a single diagonal 
instead of a rhombus [45]. To contrast the proposed MLT configurations against this one, additional 
simulations were performed using this single diagonal configuration using 4MLT-NarrowBeams 
with Tukey (α=0.5) apodization. 
 
 
Fig. 3.4. Graphical representation of a 16MLT system of the four steering directions in each sub-volume used to assess 
the relationship between the steering angles and the cross-talk energy level of the system. The different colours 
represent the different transmit events. 
3.3 Results 
As an example of the two-way beam profiles used to calculate the cross-talk level of a 4MLT 
system, Fig. 3.5 shows the two-way beam profiles in a C-plane, at 65mm, of the MLT beam 
transmitting in one direction and receiving in each of the MLT directions a) for narrow-beams 
without apodization, b) for narrow-beams with apodization, c) for broad-beams without apodization 
and d) for broad-beams with apodization. 
 
The cross-talk energy levels of all the tested setups are given in Fig. 3.6. Of the broad-beams 
systems, only the 4MLT without apodization reached the pre-defined threshold of -30dB and it could 
be observed that apodization had minimal, or even adverse, impact to reduce inter-beam 
perturbations for these configurations. On the other hand, for narrow-beam transmits, the 4MLT and 
9MLT configuration reached the -30dB level while apodization could further suppress cross-talk. 
Although the 16MLT system in this configuration did not reach the pre-defined threshold, it did 
reach a -28.8dB cross-talk level. Finally, the configuration using 4MLT-NarrowBeams with 
apodization along a single diagonal did not reach the pre-defined threshold and performed worse 
than the other MLT configurations using a similar transmit configuration.  
 
As narrow-beams with transmit and receive apodization gave the best performance for all MLT 
configurations, the cross-talk levels of these systems together with 4MLT-BroadBeams were also 
studied at 35mm and 95mm (Fig. 3.7). The 4MLT-BroadBeams and 9MLT-NarrowBeams systems 
showed relatively stable cross-talk levels over the whole depth range tested, while the cross-talk 
level of the 4MLT and 16MLT-NarrowBeams configurations deteriorated at larger depth. 
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Fig. 3.5. The two-way beam profiles of a 4MLT system on a C-plane, at 65mm, when transmitting at the first direction 
(i.e.𝜃𝑖) and receiving in all other MLT directions (i.e.𝜃1, . . 𝜃𝑖 , . . 𝜃𝑗). The effect of transmit and receive Tukey 
apodization (α = 0.5) was studied in two of the four configurations. (a) 4MLT-NarrowBeams without apodization, (b) 
4MLT-NarrowBeams with apodization, (c) 4MLT-BroadBeams without apodization and (d) 4MLT-BroadBeams with 
apodization. A representation of the transmit and receive beams positions can be found at the bottom of each column. 
The first column can be seen as the single line transmit signal, and the remaining columns as noise (i.e. cross-talk). 
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Fig. 3.6. Cross-talk energy level of the different tested setups: 4MLT-NarrowBeams, 4MLT-BroadBeams, 9MLT-
NarrowBeams, 9MLT-BroadBeams, 16MLT-NarrowBeams, 16MLT-BroadBeams, all with and without Tukey (α= 0.5) 
apodization, and 4MLT-NarrowBeams with apodization positioned along a single diagonal. The cross-talk cut-off was 
defined as -30dB for an acceptable B-mode image quality. 
 
 
Fig. 3.7. Cross-talk energy level of the systems with the lowest inter-beam interference at the centre of the sub-volumes 
(4MLT-NarrowBeams, 4MLT-BroadBeams, 9MLT-NarrowBeams with Tukey/Tukey apodization and 16MLT-
NarrowBeams with Tukey/Tukey apodization.) tested at two more depths (i.e. 35mm and 95mm) to evaluate their depth 
dependence. 
 
 
Fig. 3.8. Cross-talk energy level of the 4MLT broad beams, and 9MLT and 16MLT narrow beams with apodization 
steered in four different directions inside each sub-volume to evaluate the inner and outer scenarios. The directions are 
represented different colours in Fig. 4. 
Based on the above findings, the systems that gave the highest frame rate with an acceptable cross-
talk level were also tested for their steering properties, i.e. 4MLT-BroadBeams and 9MLT-
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NarrowBeams with Tukey apodization. Moreover, even though the 16MLT-NarrowBeams with 
Tukey apodization configuration did not reach the predefined cross-talk levels nor performed well in 
depth, it was taken along in this further analysis given that its gain in frame rate might ultimately 
compensate for its loss in image quality. The results presented in Fig. 3.8 demonstrate that for the 
4MLT-BroadBeams, 9MLT-NarrowBeams and 16MLT-NarrowBeams systems the cross-talk 
remained relatively stable within the volume while steering with the exception of the outer most 
steering angle that resulted in higher inter-beam interference, particularly for the 4MLT and 16MLT 
setup. 
3.4 Discussion  
In this study, the cross-talk energy level of different MLT systems was quantitatively investigated by 
computer simulation. Overall, this study showed that the 4MLT-BroadBeams and 9MLT-
NarrowBeams with transmit/receive apodization has limited cross-talk although our -30dB threshold 
was not strictly met while steering inside the sub-volumes. Nevertheless, it could thus be expected 
that these MLT setups can generate good quality volumetric images at a 64-fold and 36-fold frame 
rate respectively, compared to conventional single line transmit/receive scanning. As such, given the 
system configuration specified in section (3.1) and using equation (1.13), the 4MLT configuration 
could generate a volumetric cardiac ultrasound image at full 2D line density at 32Hz while the 
9MLT at about 20Hz. Further improvements in temporal resolution can be achieved by reducing line 
density and/or interpolating the received scanline data. 
 
The 16MLT-NarrowBeams apodized configuration did not reach the required -30dB threshold and 
showed to have more depth-dependent cross-talk levels. The latter is likely the result of the small 
inter-beam spacing in combination with a relatively small transducer aperture. Similarly, the 
relatively small aperture makes steering towards the edges of the 75x75 degree volume difficult 
especially in the far-field, resulting in higher cross-talk levels. Nevertheless, the overall cross-talk 
levels approximated the -30dB threshold. Given the significant gain in frame rate for this 
configuration, the expected drop in image quality with respect to the 9MLT system might therefore 
be clinically acceptable as this configuration would result in an overall acquisition parallelization of 
64 and thus a frame rate of 32Hz at full 2D line density. 
 
Although 4MLT-BroadBeams and 16MLT-NarrowBeams have the same gain in frame rate, the 
former showed less cross-talk artifacts in all the tested setups despite the use of less-focused beams. 
In addition, transmitting less parallel beams would decrease the constraints on the system’s hardware 
and safety concerns. On the other hand, the associated broad beams might result in lower beam 
intensities and thus limit their capability to generate harmonics. Given that it is not trivial to model 
these effects in simulations, experimental validation will have to demonstrate which of these two 
alternatives performs better. Of note is that the transducer aperture studied in this paper was 
relatively small (~1cm2) as fully wiring and controlling a bigger aperture remains impractical. Of 
course, reducing the aperture of such a relatively small probe in order to generate broad beams would 
likely reduce the transmitted energy unacceptably with significant impact on the image quality and 
penetration. Nevertheless, given that larger apertures may become available in the future, this 
configuration was studied from the theoretical point of view and for completeness of the study. 
However, as image quality on the available array would likely be low, the 4MLT-BroadBeams 
configuration was not considered for experimental validation. Nevertheless, according to our 
simulations, both imaging schemes showed the capability of keeping the cross-talk levels acceptable. 
 
Please note that a 3D opening angle of 75x75 degrees is relatively large for a 1cmx1cm 2D phased 
array. As such, potential solutions to the steering issue discussed above are: 1) to reduce the opening 
angle of the volume with the implication of reducing the inter-beam spacing between the MLT 
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beams and thereby increasing cross-talk levels, or 2) to keep the opening angle and the inter-beam 
spacing, but to modify the scan sequence in such a way that the corners of the volume remain 
unsampled (cf. Fig. 3.9). The latter solution would imply that for a 16MLT system only 14MLT 
beams would effectively be required to scan the non-pyramidal volume as illustrated in Fig. 3.9. 
 
 
Fig. 3.9. Possible solution to avoid scanning the corners of the volume while preserving the opening angle and the inter-
beam spacing. In the figure, the representation of the four steering directions proposed  in Fig. 4 with the presented 
solution. It can be noticed that such scanning sequence would imply that for the given 16MLT system, where the 
volume is sub-divided into 16 sub-volumes, only 14MLT beams would be required, i.e. the same beam could cover the 
halfs sub-volumes in azimuth direction, likewise in elevation direction. 
 
Overall, the previously proposed single-diagonal configuration did not reach our predefined -30dB 
threshold value. The major reason for this is that this configuration leads to a small inter-beam 
spacing of 18.75° (compared to e.g. 37.5° for the 4MLT rhombus configuration). Furthermore, it is 
worthwhile mentioning that the cross-talk levels reported in [45] are better than the values presented 
here. However, these values cannot be directly compared to the ones in the present manuscript. First, 
the definition of cross-talk in [45] was different. In addition, the aperture size and the number of 
crystals in [45]  were significantly larger (20.5x16.4 mm2, 120x96 crystals) which allowed for better 
focusing throughout the volume. Finally, the opening angle (90°x90°) used in [45] was also larger 
compared to ours (75°x75°). 
 
It should be noted that cross-talk depends on the exact system configuration [20]. Therefore, the 
results presented here are only valid for the tested system setup (including the transducer 
specifications and imposed apodization) and should not be directly generalized. The probe 
characteristics used in this study are typical for fully wired (experimental) 2D phased-array for 3D 
cardiac imaging [16].  
 
Moreover, in this simulation study, only artifacts resulting from transmit beamforming were 
considered. Therefore, the drawbacks of MLA implementations due to the misalignment of the 
received beams with respect to the transmitted beam [15] were not investigated explicitly, although 
these effects were intrinsically included in the experimental analysis. Furthermore, when using 
apodization in transmit, the effective emitted energy is reduced and the beam width is broadened, 
which intrinsically affects both the spatial resolution and the SNR of the system. This explains why 
using apodization for the broad-beams systems, resulted in little improvement (or even deterioration) 
of the quantified energy levels. In order to avoid this, it was recently suggested that the second-
harmonic signal could be used to reduce inter-beam perturbations [19]. 
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3.5 Conclusion  
For the tested system configuration, the 4MLT-BroadBeams and the 9MLT-NarrowBeams with 
transmit/receive apodization (Tukey 𝛼 = 0.5) showed acceptable cross-talk levels while achieving a 
64-fold and 36-fold frame rate respectively if combined with 16MLA and 4MLA respectively. 
Although the tested 16MLT-NarrowBeams configuration with the same apodization did not reach 
the predefined cross-talk limits, its gain in frame rate might outweigh its loss in image quality. 
3.5. Conclusion 
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Abstract 
Multi-line transmit (MLT) beamforming has shown promising results for 2D ultrasound imaging in 
order to increase frame rate while keeping a good image quality both in-silico and in-vivo. 
Furthermore, these findings were extrapolated to 3D in an extensive in-silico study, where several 
parallelized systems showed to potentially be able to generate volumetric images while speeding up 
the acquisition process. However, experimental proof of the viability of the proposed approach is 
currently lacking. Moreover, implementing a 3D MLT sequence on a physical scanner brings along 
challenges as it requires non-identical electric excitation pulses (EEPs) to be applied to all elements 
in the matrix array. These pulses are defined as the sum of the EEPs that would be applied on a 
given element when transmitting each transmit beam separately. This summing process can result in 
the superposition of the EEPs therefore requiring arbitrary wave form generators or at least multi-
level electrical pulsers. However, most of the currently available systems make use of bi- or tri-state 
pulsers making the implementation of MLT not straightforward. This problem is particularly 
relevant for 3D imaging as the superposition of EEPs can become significant (e.g. up to 16 for a 
16MLT imaging sequence). The aim of this study was therefore two-fold: 1) to corroborate the in-
silico findings experimentally, and 2) to find a practical solution to transmit MLT beams using tri-
state pulsers. As such, MLT images where generated synthetically from single-line transmit 
sequences, and the 9MLT and 16MLT focused beams systems were tested experimentally. For both 
systems, 4 receive lines were reconstructed from each transmit beam. The contrast-to-noise ratio of 
these imaging strategies was quantified and compared to the image quality obtained with line-by-
line scanning. Despite some expected loss in image quality, the resulting images of the parallelized 
systems were very competitive to the benchmark, while speeding-up the acquisition process by a 
factor of 36 and 64 respectively. On the other hand, clipping the EEPs showed to better preserve the 
transmit pattern despite its energy lost. 
4.1 Introduction 
Multi-line transmit beamforming (MLT) has been demonstrated to be able to increase temporal 
resolution without significantly compromising the spatial resolution and/or the SNR of the system 
in 2D echocardiography [21][20]. This is achieved by simultaneously transmitting multiple focused 
beams (Fig. 4.1(b)), instead of the conventional line-by-line acquisition, also called single-line 
transmit (SLT), (Fig. 4.1(a)). Thereby, the frame rate is increased by a factor equal to the number of 
MLT beams. 
 
(a) 
 
(b) 
Fig. 4.1. Scanning sequence for a (a) SLT, and a (b) 4MLT system. Reproduced with permission from [12] 
 
In order to extend the 2D findings to 3D, an extensive in-silico study [46] was performed to 
estimate the maximum amount of transmit and receive parallelization of a system while preserving 
an adequate image quality. The results showed that for the tested setups 4MLT broad beams and 
9MLT narrow beams with Tukey (α=0.5) apodization in transmit and receive, give the highest 
frame rate gain while maintaining an acceptable inter-beam interference level. Moreover, although 
16MLT narrow beams with Tukey/Tukey (α=0.5) apodization did show more pronounced inter-
beam interference, its gain in frame rate might outweigh its predicted loss in image quality. 
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Therefore, an experimental validation of these findings including a quantification of the systems’ 
performance is required. 
 
Nevertheless, transmitting into several directions simultaneously requires the application of non-
identical electric excitation pulses (EEPs) to all elements in the phased array transducer. These 
pulses are defined as the sum of the EEPs that would be applied on the individual elements when 
emitting the transmit beams separately. As an example, Fig. 4.2 shows the pulses that would be 
applied to individual elements of a transducer in order to transmit in two directions consecutively 
(Fig. 4.2(a-b)), and simultaneously (Fig. 4.2(c)). As this sum will result in the superposition of the 
EEPs, to date, MLT implementations were done on systems having arbitrary waveform generators 
(AWG). This is particularly relevant for 3D imaging as the superposition of EEPs can become 
significant (e.g. up to 16 for a 16MLT imaging sequence). However, as most of the available 
scanners are equipped with a tri-state pulse generator, the implementation of an MLT sequence on 
such scanner is not straightforward. 
 
Therefore, the aim of this study were 1) to perform an in-vitro validation of the in-silico findings, 
and 2) to find a practical solution to transmit MLT beams using tri-state pulsers. 
 
 
(a) Transmit direction 1 
 
(b) Transmit direction 2 
 
(c) Sum of transmit direction 1 
and 2 
Fig. 4.2. Pulses to be applied on individual elements of a phased-array transducer to generate two conventional, focused 
single line: (a) and (b) consecutively; (c) simultaneously. Reproduced with permission from [12]. 
 
4.2 Methods  
4.2.1 3D MLT validation  
To corroborate the in-silico findings while avoiding the complexity of implementing the superposed 
EEP, the MLT beams can be created synthetically by combining the respective channel data off-line, 
as previously described for 2D MLT imaging [47]. For instance, to generate a 4MLT system 
synthetically, the channel data of 4 SLT on the corresponding directions for a given transmit event 
are summed prior to image reconstruction. Volumetric data sets were acquired using an open, 
flexible, 1024-channel ultrasound imaging platform [16]. This ultrasound scanner is equipped with a 
2D phased array with similar configurations as the one used in Chapter 3. Please note that - in 
contrast to the results presented in Chapter 3 - no transmit apodization was applied when acquiring 
the SLT channel data. The reason for this is the fact that duty cycle modulation to allow for 
apodization using tri-state pulsers had not been implemented before on the experimental system at 
hand. The implementation of the transmit apodization is part of ongoing work. 
 
Two of the MLT setups studied in Chapter 3 were experimentally tested: 1) the one that showed the 
overall best performance (i.e., 9MLT-NarrowBeams), and 2) the one that – after preselecting the 
better configurations – gave the overall worst performance (i.e., 16MLT-NarrowBeams). The two 
extremes, out of the better configurations, were taken to get an impression of the range in image 
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quality encountered for systems expected to have limited cross-talk. Furthermore, SLT/single-line 
acquisition (SLA) imaging was also performed as a benchmark. 
 
A general-purpose ultrasound phantom (054GS, CIRS, VA) and a static heart-mimicking phantom 
(067, CIRS, VA) were imaged at the same voltage with the three different systems. The contrast-to-
noise ratio (CNR) of the systems was calculated as: 
                                                     𝐶𝑁𝑅 =  
𝜇𝑑𝐵_𝑏𝑐𝑘 −𝜇𝑑𝐵_𝑐𝑦𝑠𝑡 
√𝜎𝑑𝐵_𝑏𝑐𝑘
2 + 𝜎𝑑𝐵_𝑐𝑦𝑠𝑡
2
’                                                          (4.1) 
where, 𝜇𝑑𝐵_𝑏𝑐𝑘 and 𝜇𝑑𝐵_𝑐𝑦𝑠𝑡 are the mean gray levels in the background and cystic regions 
respectively, and 𝜎𝑑𝐵_𝑏𝑐𝑘
2  and 𝜎𝑑𝐵_𝑐𝑦𝑠𝑡
2  are their respective standard deviations. For the heart-
mimicking phantom, the CNR was quantified at two different positions: 1) between the tissue and 
the cavity, and 2) between the tissue and the housing liquid (acrylonitrile butadiene styrene -ABS-).  
4.2.2 MLT scan sequence implementation on a system using tri-state pulsers 
In US imaging, the emitted acoustic pulse is mathematically the convolution between the EEPs 
applied to the individual elements and the transfer function of the transducer (i.e. its impulse 
response). Thus, one way to evade the superimposed EEPs related to MLT sequences, and still emit 
simultaneous beams into different directions, could be to approximate the desired acoustic pulse, and 
deconvolve it with the known impulse response function. However, deconvolution algorithms are not 
trivial and can have several solutions, therefore, affecting the reproducibility of MLT 
implementations. Moreover, another way to avoid the superimposed EEP is by modifying the EEP to 
be within the tri-state pulser range. Therefore, two approaches were tested in order to adapt the 
superimposed EEPs into trinary sequences: 
 
1) EEP width modulation, the EEP is ‘superimposed’ in time instead of in amplitude using 
bipolar pulses, i.e. an EEP that overlaps n times in amplitude can be approximated by 
elongating the pulse n times in time. In this way, the emitted amount of energy is closer to 
the one required for an ideal MLT system. However, long pulses cause spectral zero 
crossings that may fall in the bandwidth of the probe and thereby affect the spectral 
properties of the transmitted acoustic pulse. Therefore, such elongation is restricted by the 
maximum width of the ideal pulses. Additionally, the whole pulse train has to be scaled with 
respect to the maximum enlargement in order to preserve the waveform as much as possible. 
 
2) Clipping, where any amplitude outside the voltage level is neglected. This method, 
preserves the waveform shape but attenuates its amplitude, implying that less energy is 
effectively transmitted on given elements for given transmit events than the MLT system 
strictly requires. 
A 32x35 matrix array centered at 3MHz with a 50% bandwidth at -3dB and a 0.3 mm pitch, was 
used to simulate the acoustic fields of a 4, 9 and 16MLT systems using the ideal, clipped and width 
modulated EEPs. To quantify which of the above-mentioned methods is closer to the ideal MLT 
implementation, the sum of the squared differences (SSD) between the ideal and clipped pulses was 
computed, as well as the SSD between the ideal and the width approximated pulses, on a C-plane at 
the focal depth (i.e. 40mm).  
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49 
4.3 Results 
As for the experimental validation, the phantoms were scanned using SLT/SLA sequence and the 
9MLT-NarrowBeams and 16MLT-NarrowBeams were synthetically generated from the acquired 
channel-data. In both parallelized systems, four receive lines (i.e., multi-line acquisition – MLA) 
were reconstructed per MLT beam. The resulting images are shown in Fig. 4.3 and 4.4. The CNR of 
the generic phantom with the benchmark system (i.e., SLT/SLA) was 3.50, while for the 9MLT-
4MLA and 16MLT-4MLA systems it was both 2.96. For the heart-mimicking phantom, the CNRs 
between the tissue and the cavity were 3.17, 2.59 and 2.60 respectively, while the CNR between the 
tissue and the bottom of the phantom was 3.17, 2.37 and 2.14 respectively. All CNR values are 
reported in table 4.I.  
 
Table 4.I. Detailed values for the CNR quantification of each phantom with the three imaging strategies. 
Phantom 
Scan 
Sequence 
𝝁𝒆𝒏𝒗_𝒃𝒄𝒌  𝝈𝒆𝒏𝒗_𝒃𝒄𝒌 𝝁𝒆𝒏𝒗_𝒄𝒚𝒔𝒕  𝝈𝒆𝒏𝒗_𝒄𝒚𝒔𝒕 𝑪𝑵𝑹 
General Purpose 
(Background/Cyst) 
SLT-SLA 40,02 3,62 22,12 3,61 3,50 
9MLT-4MLA 38,21 4,21 20,65 4,19 2,96 
16MLT-4MLA 35,56 4,13 18,24 4,13 2,96 
Heart-Mimicking 
(Muscle/Cavity) 
SLT-SLA 13,01 4,11 0,01 0,12 3,17 
9MLT-4MLA 11,75 4,51 0,05 0,34 2,59 
16MLT-4MLA 11,91 4,45 0,21 0,71 2,60 
Heart-Mimicking 
(Muscle /Housing 
liquid) 
SLT-SLA 13,01 4,11 0,00 0,01 3,17 
9MLT-4MLA 11,75 4,51 0,67 1,28 2,37 
16MLT-4MLA 11,91 4,45 1,50 1,96 2,14 
 
On the other hand, Fig. 4.5 shows an example of the EEPs approximated approaches. It presents the 
EEP and their respective acoustic fields of a 4MLT system simulated with the ideal, approximated 
and clipped. It can be visually noted that the pressure generated with the clipped EEP resembles the 
ideal MLT case better. Furthermore, the SSD corroborated this qualitative observation, where for 
the 3 MLT systems the mean SSD for the width modulated EEPs was bigger by one order of 
magnitude compared to the clipped EEPs (2.59e-20dB vs 4.28e-21dB respectively). 
4.4 Discussion 
The MLT imaging was generated synthetically by summing the channel data of the corresponding 
SLT events prior to beamforming. Although this should not impact image quality in simulations, in 
practice, thermal and/or electronic noise will cumulate as 10*log10(N_MLT), where N_MLT is the 
number of MLT beams in the system. As such, it can be anticipated that the SNR of the synthetically 
generated MLT images in this study was lower than what would have been obtained with a true 
MLT transmission (i.e. 9.5dB, and 12dB for the 9MLT and 16MLT respectively). This may explain 
the lower SNR of the MLT images at larger depths in Fig. 4.3. On the other hand, in order to 
transmit a true MLT sequence, the electric excitation pulses of each MLT beam are summed 
resulting in a superposition of the pulses, particularly for the central elements of the transducer. As 
such, the transmit amplitude of the individual MLT beams needs to be decreased for the 
superimposed excitation to be within the voltage range that can be generated by the transmit system. 
Given that in synthetic MLT this ‘down scaling’ was not required, the SNR of the synthetic MLT 
images may be positively biased. It is difficult to predict theoretically which of the above-mentioned 
effects would prevail but determining this experimentally is part of on-going work. 
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Fig. 4.3 Images of the general-purpose phantom CIRS (054GS) acquired with (a) SLT-SLA, (b) 9MLT-4MLA and (c) 16MLT-4MLA, all with Tukey (α=0.5) apodization on 
receive. Columns represent from left to right the azimuth plane, elevation plane and C-plane respectively.  
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Fig. 4.4. Images of the heart-mimicking phantom CIRS (064), acquired with (a) SLT-SLA, (b) 9MLT-4MLA and (c) 16MLT-4MLA, all with Tukey (α=0.5) apodization on 
receive. From left to right the figures are the azimuth and elevation planes respectively. The last column demonstrates the regions of interest used to quantify the CNR, (d) tissue, 
(e) cavity and (f) housing liquid at the bottom of the phantom. 
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(a) 
 
(b) 
Fig. 4.5. (a) Example of the different electric excitation pulses (EEP) applied on a central element for a 4MLT system at 
a given transmit event. Above, in the time domain, below, in the frequency domain. The ideal super imposed MLT-
EEP, MLT-EEP-Clipped and MLT-EEP-Approximated are represented in blue, red and green, respectively; (b) 
Pressure field of a 4MLT system on a plane parallel to the transducer surface, generated using (from top to down) the 
ideal, clipped and approximated EPP. 
 
Even though our -30dB cross-talk threshold was determined empirically based on our prior 2D 
work, experimental validation of configurations that were considered adequate based on this 
criterion demonstrated that they can indeed provide adequate recordings of acceptable image quality 
with only a slight loss in CNR but without obvious cross-talk artefacts. Of course, the estimated 
metric to express cross-talk levels does not take the exact spatial distribution of the cross talk into 
account. As such, experimental validation in a realistic clinical setting remains critically important. 
Nevertheless, the proposed metric and threshold can give a first indication whether a given imaging 
setup is likely to perform well. 
 
Although the CNR values were very similar between the three imaging strategies, qualitative 
evaluation of the images demonstrated some differences. This apparent discrepancy was due to the 
nature of equation 4.1, where despite the magnitude difference between the components, the ratio 
remained similar. For a better understanding of the CNR results, the values for each component of 
equation 4.1 are presented in table 4.I.  
 
On the other hand, the -30dB cross-talk energy level cut-off was directly extrapolated from the 2D 
findings and remains to be proven in volumetric in-vivo acquisitions, although the preliminary in-
vitro results suggest that it is a valid measurement. Nevertheless, this study shows the feasibility of 
MLT for 3D volumetric scanning. 
 
Given that this preliminary in-vitro validation has proven the capability of 3D MLT systems to 
generate adequate image quality volumes, an in-vivo validation of these systems is required in order 
to evaluate its capability to record dynamic conditions. For this, a solution to implement the super 
imposed EEPs related to the MLT sequences using tri-state pulser was investigated. As a result, 
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from the EEPs approximated approaches, it was found that the clipped EEPs resembles better the 
ideal MLT sequence, despite the drop of the transmit energy which might reduce the capability of 
the acoustic wave to propagate in depth and might decrease the acoustic pressure. Hence, the 
implementation of clipped MLT sequences for in-vivo acquisitions remains the topic of future work. 
4.5 Conclusion 
The 9MLT-4MLA and 16MLT-4MLA systems showed an acceptable performance during a 
preliminary in-vitro acquisition for volumetric imaging despite an expected drop in image quality. 
To further demonstrate the feasibility of this setup, an in-vivo validation using clipped EEPs of these 
results is required and remains the topic of future work. 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
4. Multi-line transmit imaging for volumetric cardiac ultrasound imaging: experimental validation 
54 
 
4.5. Conclusion 
55 
5 Anatomical beamforming for volumetric 
cardiac motion estimation at a high 
temporal resolution 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
________________________________________________________________ 
Part of this work was published in: A. Ortega, J. Pedrosa, B. Heyde, L. Tong, and J. D’hooge, “An automatic 
method for determining the anatomical relevant space for fast volumetric,” IEEE Ultrason. Symp. Proc., pp. 
0–3, 2015. 
 
The complete study has been accepted for publication in: A. Ortega, J. Pedrosa, B. Heyde, L. Tong, and J. 
D’hooge, “Anatomical beamforming for volumetric cardiac motion estimation at a high temporal 
resolution,” Applied Sciences, Revision submitted for publication.  
5. Anatomical beamforming for volumetric cardiac motion estimation at a high temporal resolution 
56 
Abstract 
Fast volumetric cardiac imaging requires reducing the number of transmit events within a single 
volume. One way of achieving this is by limiting the field-of-view (FOV) of the recording to the 
myocardium when investigating cardiac mechanics. Although fully automatic solutions towards 
myocardial segmentation exist, translating that information in a fast ultrasound scan sequence is not 
trivial. In particular, multi-line transmit (MLT) scan sequences were investigated given their proven 
capability to increase frame rate (FR) while preserving image quality. The aim of this study was 
therefore to develop a methodology to automatically identify the anatomically relevant conically-
shaped FOV, and to translate this to the best associated MLT sequence to scan this FOV. This 
approach was tested on 27 datasets leading to a conical scan with a mean opening angle of 
19.7±8.5° while the mean ‘thickness’ of the cone was 19±3.4°. To subsequently scan this conical 
volume, several MLT setups were tested. The method of choice was the 10MLT sequence as it 
resulted in the highest frame rate gain while maintaining an acceptable cross-talk level. When 
combining this MLT scan sequence with at least 4 parallel receive beams, a total frame rate gain 
with a factor of approximately 80 could be obtained. As such, anatomical scan sequences can 
increase frame rate significantly while maintaining information of the relevant structures for 
functional myocardial imaging. 
5.1 Introduction 
Over the last decades, volumetric cardiac ultrasound imaging has gained momentum as the modality 
of choice to assess cardiac morphology and visualize global heart motion [8]. Recently, 3D cardiac 
ultrasound has also been used to quantitatively assess regional cardiac dynamics and several 
commercial products for 3D speckle tracking are now readily available [48]. One of the challenges 
for 3D motion estimation remains the relatively low image quality of the volumetric ultrasound data 
set. Particularly, its relatively low spatiotemporal resolution is of concern. Indeed, state-of-the-art 
commercial systems make use of a combination of several techniques in order to improve frame 
rate while maintaining image quality, such as limiting the field-of-view (FOV) [41], decreasing the 
line density [42], using ECG gating [14], and/or applying parallel receive beamforming (i.e. multi-
line acquisition, MLA) [25]. This typically results in a frame rate of up to ~30Hz when scanning 
with a moderate line density, when using a representative wide angle field-of-view and when gating 
is performed over 4-6 cardiac cycles. The latter technique not only lengthens the acquisition but can 
also induce artefacts due to arrhythmias, breathing, motion or incorrect gating. 
 
Recently, two other solutions have been proposed to increase the temporal resolution of the 3D 
systems. On the one hand, Diverging Wave Imaging has been introduced which uses a sparse 
virtual array located behind the probe [16]. This allows volumetric imaging at very high rates since 
the line density is only restricted by the reconstruction time. However, the use of unfocused beams 
implies that the energy of the beam is spread over a wider area resulting in low pressures which do 
not allow for harmonic imaging. In addition, the overall signal-to-noise ratio drops having a 
negative impact on motion estimators (as illustrated by the Cramer-Rao Lower Bound [17]).  
 
On the other hand, multi-line transmit beamforming (MLT) has been proposed to increase temporal 
resolution by simultaneously transmitting multiple focused beams allowing harmonic imaging [19]. 
While its frame rate gain is more limited than that of diverging wave imaging [16] and although 
potential artifacts such as cross-talk might be introduced due to the interaction between neighboring 
MLT beams, it preserves image quality [21] and is an attractive imaging approach. Indeed, it has 
recently been demonstrated that cross-talk artifacts can be suppressed by using proper apodization 
[20], by avoiding the main directions of the transducer [45], by frequency-coding the different MLT 
beams [49] [50], and/or by physically separating the beams in space [23]. Furthermore, MLT can 
easily be combined with MLA to further increase the temporal resolution. More precisely, the width 
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of the transmit beams can be customized based on the desired amount of receive parallelization for 
each transmit beam. Based on equation 10 of [15], at least 4MLA (two in azimuth and two in 
elevation) can be reconstructed per focused beam in 3D for a typical cardiac 2D matrix array 
transducer. In order to allow a higher number of MLA, broader beams can be transmitted by 
reducing the transmit aperture. It should also be noted that safety issues due to the acoustic 
superposition of the MLT beams in the near field is of little concern. Indeed, we recently 
demonstrated that by small modifications of the transmit beamforming (i.e. introducing small delays 
or phase shifts between different MLT beams), the near field pressure can be adjusted to remain 
within safety regulations [43]. Finally, in order to test the feasibility of MLT for volumetric imaging 
a qualitative [23] and a quantitative [46] study were recently performed where the 2D findings were 
extrapolated to 3D. It was shown, by in-silico and in-vitro experiments, that a 16MLT-4MLA with 
transmit and receive apodization (Tukey α=0.5) generates volumetric images within a single 
heartbeat with an appropriate image quality for functional myocardial imaging [46]. 
 
Despite these fast imaging solutions, it is important to note that the typical volumetric ultrasound 
recording remains pyramidal, implying that a significant portion of the reconstructed image lines 
are not relevant to analyze 3D myocardial dynamics. Therefore, a straightforward way to reduce the 
number of transmit events is by limiting the FOV to the anatomically relevant space only, i.e. to a 
conically shaped volume, which captures the myocardium throughout the cardiac cycle. This 
reduced FOV can then be combined with the aforementioned parallelized scan sequences in order to 
further increase frame rate. 
 
Although fully automatic solutions towards myocardial segmentation exist, translating that 
information in a fast ultrasound scan sequence is not trivial. The aim of this study was therefore to 
(1) develop a methodology to automatically define the characteristics of the conically shaped FOV 
given a segmented myocardial volume and (2) to set up an appropriat5.2e MLT scan sequence to 
scan the associated FOV as fast as possible. 
5.3 Methods  
5.3.1 Anatomical Relevant Space 
The relevant FOV for functional myocardial imaging can be defined from a 3D dataset as follows: 
 
Automatic real-time segmentation of myocardial boundaries 
A fully automatic real-time segmentation of the left ventricular myocardium in a volumetric 
ultrasound recording was performed using the B-spline Explicit Active Surfaces (BEAS) 
framework [51][52]. More specifically, BEAS uses two explicit functions, one to represent the 
endocardial surface and another to represent the myocardial thickness. This allows to fully 
characterize the endo- and epicardial surfaces. These surfaces can then be used to define a binary 
mask identifying voxels belonging to the myocardium only. Fig.5.1(a) shows an example of such 
mask in 3 orthogonal slices through the middle of the ultrasound volume for a patient with 
suspicion of cardiac ischemia. 
 
Coverage function 
Using these binary images, a ‘coverage function’ was defined as follows. First, based on the ray 
tracing principle, the path of a given scanline within the volumetric image volume can be traced. 
The pixels belonging to that scanline are compared with the binary mask in order to compute the 
percentage of pixels of the given scanline belonging to the myocardium. Finally, this procedure is 
repeated for all scan lines in the original pyramidal volume leading to a ‘coverage function’ as 
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illustrated in Fig. 5.1(b). As expected, the lines crossing the ventricular walls have the highest 
percentage of coverage while the ones crossing the apex have the lowest (i.e. Fig. 5.1(b)).  
 
 
(a) 
 
(b) 
 
(c) 
Fig. 5.1. Example of the workflow to determine the anatomical relevant space for a patient with cardiac ischemia 
suspicion: (a) Myocardial segmentation shown as a mask overlaid in three orthogonal slices through the middle of the 
ultrasound volume(from left to right: azimuth, elevation and depth); (b) Computed coverage function expressing the 
percentage of pixels along each image line that belong to the myocardium; (c) Percentage of myocardial coverage as a 
function of the inner radius (Ri) and the outer radius (Ro) of the ring-shaped template matching. 
 
Ring-shaped template matching 
To find a spatially continuous FOV that covers a given percentage of the total amount of 
myocardium (i.e. defined as ‘T’), a ring-shaped template matching was used. This shape was chosen 
as an approximation of the left ventricular geometry when looking down from the apex, i.e. when 
the transducer is placed in an apical position. In 3D, this FOV therefore defines a cone. We express 
the amount of myocardial coverage T as a function of the inner radius of the ring template (𝑅𝑖) and 
its thickness (𝛥𝑅), as illustrated in Fig. 5.2. As shown in Fig. 5.1(c), the smaller the inner radius and 
the bigger the outer radius the higher the total myocardial coverage. In order to effectively gain 
frame rate, a compromise has to be made between the amount of myocardial coverage, i.e. T, and 
the extent of the FOV. From all 𝑅𝑖 and 𝛥𝑅 combinations that provide T myocardial coverage, the 
one with minimal 𝛥𝑅 was chosen as this would keep the volume to be scanned minimal. In this 
way, it is ensured that the desired T coverage is obtained using the least amount of lines possible 
(i.e. at the highest frame rate). In turn, these radii are used to determine the parameters (opening 
angle and thickness) for a conical scan, as represented in Fig. 5.3. 
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Fig. 5.2. Scheme of a ring-shaped template matching used to find the continuous region of the coverage function with a 
‘T’ percentage of the myocardium. 
5.3.2 Parallelized Scan Sequence 
In order to find the best scan sequence for a given FOV, the cross-talk energy level of several MLT 
setups can be quantified by computer simulation. In particular, a 2D square phased array transducer 
(10x10mm2, 32x32 elements, 312.5μm pitch) transmitting a Gaussian pulse with a central 
frequency of 2.5MHz and 50% bandwidth was simulated using a GPU-based implementation of the 
spatial impulse response method (Simpulse) [44]. The transmit beams were focused at a depth of 
60mm while dynamic focusing was used during receive. Tukey apodization (α=0.5) was applied in 
both transmit and receive to suppress cross-talk artifacts. The cross-talk energy level of the MLT 
systems can be determined using the process described in [46]. As such, simulations of the two-way 
beam profiles were performed on a plane parallel to the transducer surface (i.e. C-plane) at a depth 
of 65mm (i.e. around halfway the common imaging depth for cardiac applications). This depth was 
chosen based on our previous in-silico findings [46] while using the exact same system 
configuration. It was shown that the best performing system at this depth was also the system of 
choice at other depths and steering angles. In this study, we therefore focused on evaluating the 
systems' performance at this depth only.  
 
Fig. 5.3. Graphical representation of a conical scan for anatomical imaging, where Φ and ΔΦ represent the opening 
angle and thickness of the cone respectively. 
 
To quantify how the energy of a beam spreads in the volume and potentially interferes with other 
MLT beams, the same procedure as in [46] was followed. In short, a beam was transmitted into one 
of the MLT directions (𝜃𝑖) and subsequently received along each of the MLT beam directions 
(including the same transmit direction - 𝜃1…𝑖…𝑗). Next, the sum of the energy while transmitting and 
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receiving in the same MLT direction was considered as SLT energy (i.e. the ideal situation), 
whereas cross-talk was computed as the sum of the energy that deviates from the transmit beam 
towards the other remaining MLT directions, i.e. when transmitting in a given MLT direction but 
receiving in one of the other remaining MLT directions. This procedure was repeated for every 
MLT beam in the setup. The final cross-talk energy level (𝐸𝑥𝑡𝑎𝑙𝑘) was quantified in decibels. 
Mathematically, this can be expressed as:  
                                             𝐸𝑥𝑡𝑎𝑙𝑘 = 10 ∗ 𝑙𝑜𝑔10 (
∑ ∑ 𝐸
𝜃𝑖𝑗#𝑚𝑙𝑡
𝑗=1,𝑗≠𝑖
#𝑚𝑙𝑡
𝑖=1
∑ 𝐸𝜃𝑖𝑖#𝑚𝑙𝑡𝑖=1
),                                           (5.1) 
where: 𝑖, is a given MLT direction being assessed; 𝑗, is a MLT direction different from the direction 
being tested (𝑖); #𝑚𝑙𝑡, is the total number of MLT beams in the system; 𝐸𝜃𝑖𝑗 , is the energy in the C-
plane when transmitting in a given MLT direction 𝑖 and receiving in one of the other direction (𝑗) 
(i.e. cross-talk); and 𝐸𝜃𝑖𝑖, is the energy in the C-plane when transmitting in a given MLT direction 𝑖 
while receiving in the same direction 𝑖 (i.e. SLT energy). 
 
 
 
(a) 
 
(b) 
 
(c) 
 
(d) 
Fig. 5.4. View of the tested MLT systems looked from a C-plane at 60mm with respect to the rectangular 
aperture (central blue square). The MLT beams are spread out in an equiangular manner in the 
circumferential direction of the cone while steered in the -radial direction. In this way, the beams are as far 
apart as possible and therefore the inter-beam interference is reduced. 
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5.4 Experiments  
To test this approach, 27 volumetric ultrasound datasets were randomly selected from the 
DOPPLER-CIP database (a large multi-center clinical FP7-funded study), which targeted patients 
suspected of (chronic) ischemia [13]. The mean opening angle for the volumetric scans in azimuth 
and elevation was 53.5°, resulting in approximately 7282 scanlines. The data was acquired using a 
GE E9 scanner (GE Vingmed, Horten, Norway) equipped with a 4V transducer. A coverage 
threshold T of 85% was chosen. 
 
After finding the anatomical relevant space, MLT beams were equally spread circumferentially 
around the cone, and were staggered in the radial direction between neighboring beams to increase 
the inter-beam spacing and therefore to reduce cross-talk [23]. In particular, four systems were 
investigated: 8MLT, 9MLT, 10MLT and 12MLT as illustrated in Fig. 5.4. The cross-talk energy 
level of the systems was quantified using equation (5.1), and a threshold of -30dB was defined to 
give acceptable B-mode SNR. Although this pre-defined cut-off was arbitrarily chosen from a 
retrospective analysis of our 2D in-silico and in-vivo findings, 3D in-vitro experiments have 
nevertheless corroborated that this is a suitable measurement, even maybe a bit too restrictive, to 
ensure an adequate image quality [46]. 
 
 
Fig. 5.5. Two-way beam profiles of a 10MLT system on a C-plane at 65mm, when transmitting at one direction (i.e. θi) 
and receiving in all other MLT directions (i.e.θ1,..θi,..θj). Tukey apodization (α = 0.5) was used in transmit and receive. 
The first subplot can be seen as the single line transmit signal, and the remaining ones as noise (i.e. cross-talk). 
5.5 Results 
For all datasets tested, the mean opening angle (Φ) for the conical scan was 19.7±8.5° while the 
mean ‘thickness’ of the cone (dΦ) was 19±3.4°. Therefore, a reduction of 49% in the number of 
transmit events was achieved, approximately doubling the frame rate. 
 
Given this estimated 'mean' conical FOV, the cross-talk energy level of all the MLT setups was 
calculated. Fig. 5.5 shows an example of the two-way beam profiles in a C-plane used to calculate 
the inter-beam interference of a 10MLT system, where a beam was transmitted in one direction and 
received in each of the MLT directions. The cross-talk energy levels of the tested systems are 
presented in Fig. 5.6. As can be noted, the 8MLT and 9MLT systems reached the pre-defined 
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threshold of -30dB, while the 10MLT was only half a dB above. The 12MLT system on the other 
hand was about 4dB above the cut-off. 
 
 
Fig. 5.6. Cross-talk energy level of the different tested setups for the estimated 'mean' conical FOV. The tested systems 
were: 8MLT, 9MLT, 10MLT, and 12MLT, all with transmit/receive Tukey apodization (α= 0.5). The cross-talk cut-off 
was defined as -30dB for an acceptable B-mode image quality. 
5.6 Discussion 
In this study, a methodology to find the anatomical relevant space for functional myocardial imaging 
has been described. This method was used to compute the parameters for a conical scan and to find 
an optimal MLT scan sequence to further speed up the acquisition process. In particular, an average 
opening angle of 19.7° and a mean thickness of 19° for the conical scan were found. Clearly, these 
values depend on the threshold ‘T’ defining the amount of myocardial coverage that should be 
retained. This value was arbitrary set to 85% in this study but could be modified as required. 
Nevertheless, this arbitrary threshold allowed to provide initial insight in the characteristics of the 
conical FOV to be encountered in a clinical setting. It should be mentioned that the ring-shape 
template matching used to determine the opening angles of the conical volume might not be ideal 
given the left ventricular geometry. As such, an elliptic template might be more adequate but as this 
also complicates the MLT setup, this extension remains to be investigated in future work and was 
considered outside the scope of this initial feasibility study on anatomical volumetric imaging. 
 
Given the characteristics of the typical conical volumes to be encountered in a clinical setting, the 
8MLT, 9MLT and 10MLT system seemed to be able to generate high frame rate images while 
preserving an appropriate image quality as these implementations reached our predefined threshold 
of -30dB cross-talk. Even though this threshold was at first chosen from retrospectively analyzing 
our MLT findings in 2D [21], our recent 3D in-vitro experiments corroborated that this threshold is 
indeed a reliable proxy for good image quality [46]. In fact, very recently Ramalli et. al. [54] 
demonstrated both in-vitro an in-vivo that a 12MLT system can generate 2D images of clinically 
diagnostic value while this system had inter-beam cross-talk levels well above our pre-defined -30dB 
threshold [20]. As such, our -30dB threshold was likely conservative implying that also the 12MLT 
system tested in the context of anatomical imaging remains an attractive option that should be 
evaluated experimentally. 
 
Overall, the combination of MLT and the definition of an anatomic FOV would thus imply a gain in 
frame rate up to 24 (considering 12MLT an option). As it has previously been proposed that at least 
4MLA (2 in azimuth and 2 in elevation) can be reconstructed per focused beam for a typical 2D 
cardiac matrix array transducer [15], this implies that the proposed sequences could effectively gain 
a factor up to 96 in frame rate at full line density. Similarly, if an MLT-4MLA sequence is 
implemented an actual frame rate gain factor of 64, 72 and 80 could be obtained when using 8, 9 and 
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10 MLT beams respectively. Finally, in order to further improve the temporal resolution of the data 
set, line density and/or interpolating the received scanline data could be considered.  
 
Nevertheless, depending on the desired application, frame rates in the order of hundreds or even 
thousands of Hertz could be achieved if a sparse anatomical scan sequence is implemented. For 
example, assuming an 18-segment left ventricular (LV) model, only 6 segments are defined around 
the circumference of the left ventricle (as illustrated in Fig. 5.7). As such, as little as 6 beams would 
be required to scan the left ventricle with a clinically relevant spatial sampling. Thus, using MLT 
beamforming, a single transmit event could evaluate all LV segments defined this way at a volume 
rate of 5kHz. However, 6 beams around the left ventricular myocardium may be too few to correctly 
resolve cardiac kinematics. As a consequence, a trade-off between the frame rate and the spatial 
sampling of the volume has to be made. For instance, if the12MLT-4MLA sequence is applied to 
scan the FOV, 48 image lines could be reconstructed per transmit event. If 5 transmit events are then 
performed, 240 samples around the circumference could be acquired at a frame rate of 1kHz. 
Depending on the application the transmit events could be performed radially or circumferentially, 
while properly staggering the scanning sequence should ensure that the inter-beam distance remains 
constant. Although such sequence would result in inhomogeneous spatial sampling (i.e. transmit 
beam are further apart than MLA beams), the MLA beams could be used to assess local kinematics 
(e.g. 3D motion) while the MLT beams allows sampling different segments of the LV 
simultaneously. 
 
                                                             
 
Fig. 5.7. Illustration of the subdivision of the18 segment cardiac model into 6 sectors (each of them represented with a 
different color), for a sparse scanning sequence to achieve ultra-high frame rates. 
 
In order to translate the proposed scan sequence to the clinical setting, several approaches could be 
envisioned. For example, one could consider a fixed conical volume based on a statistical analysis of 
what is likely to be encountered in a clinical setting, and define an optimal MLT sequence for this 
volume as described in the present study. However, given the large variability of ventricular size and 
shape, a fairly large FOV would be required implying that only a relatively moderate increase in 
frame rate would be achieved. 
 
A better alternative would be to ask the user to first identify the FOV in the pyramidal volume 
acquired using conventional imaging. This FOV could then be used to set up the fast MLT imaging 
sequence. Nevertheless, this manually delineated FOV adapted to the patients' anatomy would still 
remain relatively large to ensure the myocardium to remain inside during the full cardiac cycle. 
Evidently, as there is a time lag between finding the FOV and defining the imaging scan sequence, 
the latter would not have to be done in real-time (but sufficiently fast) and different MLT setups 
could prospectively be linked to characteristic dimensions of the conical volume in a look-up-table 
(LUT). 
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Finally, a third - and preferred alternative - would be to use a dynamic FOV definition based on a 
fully automatic 3D ultrasound myocardial segmentation. These technologies are already available, 
e.g. ([55],[56]). This would lead to an optimal, narrow FOV, and thus an optimal frame rate gain. 
Given the simplicity of defining the proposed coverage function (whose calculation can be 
parallelized in a straightforward manner), and given the possibility of real-time template matching 
[57], the anatomical FOV could be dynamically defined. Then, the best fitting parallelized scan 
sequence can be looked-up in a LUT which could – similar to the LUT used in the manual FOV 
definition - prospectively be defined for a set of predefined dynamics FOVs. Of note in this context 
is that MLT beamforming has recently been demonstrated to be possible in real-time [54] and does 
not require off-line image reconstruction. 
 
Thus, the ideal work flow for anatomical cardiac imaging could be envisioned as:  
i) A pyramidal volume is acquired at a conventional frame rate (i.e. ~30 Hz). 
ii) Using any existing automatic real-time segmentation framework (e.g. BEAS [55] or 
real-time contour tracking library – RCTL [56]), the left-ventricular myocardium is 
detected. 
iii) The coverage function and the ring-shaped template matching are applied to define an 
anatomical conically shaped FOV.  
iv) Based on (iii), a fast scanning sequence is automatically selected using a LUT giving the 
best combination of transmit and receive parallelization (i.e. MLT-MLA) to scan the 
detected region-of-interest. 
v) The anatomical relevant space is scanned at high spatiotemporal resolution for 
subsequent motion analysis.  
5.7 Conclusions  
Anatomical scanning in combination with MLT-MLA beamforming techniques can increase frame 
rate significantly while keeping information of the relevant structures for functional myocardial 
imaging. When limiting the FOV to a cone, a frame rate gain factor of about 2 could be achieved. 
Furthermore, when combined with parallel transmit/receive beamforming and transmit/receive 
apodization (Tukey - 𝛼 = 0.5), frame rate could be further increased with a 64-fold, 72-fold or 80-
fold factor in case of a 8MLT-4MLA, 9MLT-4MLA or 10MLT-4MLA configuration respectively, 
while showing acceptable cross-talk levels. Although the tested 12MLT-4MLA configuration, with 
the same apodization, did not reach the predefined cross-talk limit, its 96-fold frame rate gain might 
outweigh its loss in image quality. It therefore remains a possible implementation to be investigated 
in future in-vivo and/or in-vitro experiments. 
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6 General conclusions and future 
perspectives 
 
 
 
Given the ever-growing incidence of cardiovascular diseases (which are already the number one 
cause of death globally), there is a great necessity to develop tools that allow the early detection, 
management and follow-up of these pathologies non-invasively. Hereto, ultrasound imaging is the 
modality of choice as it offers several advantages over other imaging techniques. Although 2D US 
imaging is a well-stablished imaging modality for routine cardiac diagnosis, 3D US imaging 
provides several benefits when assessing cardiac function. This explains the increasing clinical 
interest in volumetric US. Among these benefits are the more intuitive interpretation of the resulting 
images due to the 3D nature of the heart, and – more importantly – the possibility to avoid making 
geometric assumptions on the shape of the cardiac chamber when estimating its volume. However, 
despite efforts, 3D US systems still suffer from relatively poor spatio-temporal resolution despite 
acquiring image information over multiple heart beats using ECG gating. Image resolution as well 
as contrast is therefore lower than what is available in 2D echocardiography. In addition, due to the 
relative low volume rates, not all cardiac events are resolved since some of them last for only a few 
(tens of) milliseconds. Furthermore, this lower spatiotemporal resolution affects the performance of 
advanced image processing algorithms to determine motion and deformation of the heart since they 
rely strongly on the image quality of the volumetric datasets [58]. Therefore, to improve the 
evaluation of cardiac function, higher spatiotemporal resolution is required while preserving overall 
image quality, i.e. contrast. 
 
Increasing frame rate implies a reduction of the number of transmit events within a single volume. 
To achieve this, several methods have been proposed, and are summarized in table 6.I. 
 
In addition, very recently, a hybrid solution to increase frame rate and preserve image quality has 
been proposed, i.e, Multi-Plane- Transmit Beamforming [59]. This method exploits the benefits of 
the high temporal resolution of the DW and the preserved spatial resolution of the MLT. Hereto, 
multiple planar (i.e., 2-D) diverging waves are simultaneously transmitted in order to scan the 3-D 
volume. The approach was shown to be feasible and its performance was demonstrated competitive 
to state-of- the-art methodologies (i.e. 3D DW and 3D MLT). However, further improvements 
through in-vitro and in-vivo experiments need to be carry out.  
 
The main contribution of this thesis has therefore been the development of advanced parallelized 
beamforming techniques that allow an adequate trade-off between the frame rate and image quality 
of an imaging system. 
6.1 Main contributions 
The major contributions and strengths of this work can be summarized as follows: 
Deduction of a new analytical expression for fast calculation of the impulse response 
function (IR), which speeds up the calculation time by almost 4 times, while remaining 
perfectly accurate. The IR is a commonly used approach to simulate linear ultrasound fields 
and pulse-echo signals, which are essential for the development of 3D US systems. The 
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speed up was achieved by a geometric efficient expression combined with an analytic low-
pass filter to avoid the use of high sampling frequencies. This new expression is particularly 
relevant for 2D matrix transducer design where computational times remain currently a 
bottle neck in the design process, jeopardizing the progress of 3D US imaging systems. 
 
Evaluation of different transmit and receive parallelization systems for fast volumetric 
cardiac imaging. For the first time, the trade-off between the amount of transmit and receive 
parallelization and the image quality (measured as the amount of cross-talk artifacts of the 
system) for 3D US imaging was quantified. The effect of apodization was also studied. This 
was investigated by an extensive computer simulation. The cross-talk energy level of the 
systems was quantified at different depths and at different steering directions in order to 
evaluate their performance in the entire volume. As a result, it was found that 4MLT-
16MLA without apodization, and 9MLT-4MLA and 16MLT-4MLA with apodization, are 
able to produce acceptable image quality volumes, while increasing frame rate by a factor of 
64, 36 and 64, respectively resulting in volume rates adequate for strain analysis without 
requiring stitching several sub-volumes, taken over multiple heart beats. 
 
A preliminary in-vitro validation of the 3D MLT sequences was performed in order to 
corroborate the in-silico findings. Due to the complexity of the electric excitation pulses 
(EEPs) for MLT implementations, the parallelized volumes were generated synthetically by 
combining the respective channel data off-line from a line-by-line acquisition. Thus, from 
the in-silico findings the best and the ‘worst’ systems were investigated (i.e., 9MLT-4MLA 
and a 16MLT-4MLA). It was shown that both systems, despite the expected drop in image 
quality, are able to produce volumetric images with limited cross-talk artifacts while 
preserving a contrast-to-noise ratio comparable to that of a SLT-SLA system. However, 
although this validation proves the capability of 3D MLT systems to generate adequate 
image quality volumes, an in-vivo study is still required. Therefore, an investigation of the 
ideal hardware implementation of MLT sequences was performed. From the electric 
excitation pulses modifications studied, it was found that clipping the superimposed EEPs 
resembles better the transmit pattern of a real MLT implementation. Hence, the 
implementation of clipped MLT sequences for in-vivo acquisitions remains the topic of 
future work. 
 
Defining a protocol to automatically find the anatomical relevant space for functional 
myocardial imaging, and its best associated parallelized scanning sequence. The 
combination of these two approaches led to an anatomical scanning sequence with frame 
rates in the order of several hundreds of Hz as required to study all cardiac phases. A 
validation study was performed and the mean values for an anatomical scan where 
computed. It was found that a 10MLT-4MLA system would be the best suited scan 
sequence with a total frame rate gain factor of 80. Nevertheless, the 12MLT-4MLA system 
could be also considered since it provides a higher frame rate gain factor (of 96) despite of 
its more pronounced cross-talk energy level. To confirm these findings experimentally, a 
real-time implementation of a 3D automatic segmentation frame work should be 
implemented on the system, and the transmit of MLT sequences should be allowed. 
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Table 6.I Proposed methods to reduce the number of transmit events within a single volume 
Method  Characteristics  Pro's Contra's Harmonic 
imaging 
Artifacts  
Reducing the 
FOV 
Limits the Region of interest. Preserves image 
quality. 
Might leave 
anatomical structures 
un-sampled. 
 
Yes  
Reducing line 
density 
The less number of lines the higher the 
frame rate. 
Preserves FOV. The lower the line 
density, the lower the 
lateral resolution. 
 
Yes Might introduce 
artifacts due to aliasing  
ECG- gating The volume is divided in smaller 
independent sub-volumes, which can be 
scanned at high frame rates. The final 
image is the combination of the sub-
volume images acquired over 4 to 6 heart 
cycles. 
Preserves FOV and 
line density. 
 -Prolongs acquisition 
times. 
-It is not applicable in 
patients with atrial 
fibrillation or other 
forms of arrhythmias. 
Yes Stitching artifacts due 
to either probe or 
patient motion 
MLA Several receive lines are reconstructed 
from a single transmit beam. 
Typically, broad beams are used to 
insonify a wider area to allow a higher 
number of MLA beams.  
 
Preserves FOV and 
line density, and is 
easily implemented in 
clinical scanners. 
Allows for very high 
frame rate. 
Misalignment of the 
transmit and receive 
beams.  
 
Reduces SNR. 
Yes Block-like artifacts 
due to misalignment of 
the transmit and 
receive beams.  
 
Compounding might 
introduce  
Motion artifacts. 
However, algorithms 
to correct for this have 
been proposed. 
MLA – Less-
focused beams 
The beams are broadened by reducing the 
transmit aperture. 
Reduces the energy 
transmitted and limits 
penetration.  
Depends on how 
much the 
transmit 
aperture is 
reduced. 
MLA – 
Unfocused 
beams 
The beams are broadened by either plane 
wave (transmitting with the full aperture 
at once), or diverging waves (placing a 
virtual focal point behind the transducer). 
Allows for a massive amount of MLA 
beams. 
The energy of the 
beam is spread over a 
wider area. Requires 
spatial coherent 
compounding to 
increase image quality,  
reducing its effective 
gain in frame rate. 
No 
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Method  Characteristics  Pro's Contra's Harmonic 
imaging 
Artifacts  
MLT Several beams are transmitted 
simultaneously into different directions of 
the volume. The gain in frame rate factor 
is equal to the number of MLT beams. 
Due to the emission of 
focused beams, the 
spatial resolution is 
mainly preserved.  
 
Limited gain in frame 
rate.  
Yes  Cross-talk artifacts due 
to the interaction of 
the parallel beams. 
DW using sparse 
virtual array* 
Several virtual sources are placed behind 
the transducer and fired sequentially. The 
resolution, contrast, SNR, frame rate, and 
the FOV can be easily adjusted based on 
the desired application.  
Allows for very high 
frame rate but it is 
limited by the number 
of virtual sources 
(compounding). 
Overall low SNR, 
having a negative 
impact on motion 
estimators. 
No Motion artifacts might 
be introduced. 
 
*DW using sparse virtual array differs from MLA using Diverging Wave in that the earlier does compounding by means of sub-aperture imaging to increase spatial 
resolution. This implies that a bigger number of transmissions should be performed to preserve SNR. Therefore, MLA using diverging wave while transmitting with 
the full array might be better at increasing temporal resolution, at the expenses of image quality. 
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6.2 Final discussion and conclusion  
Due to mainly hardware limitations, in-vitro and in-vivo experiments of a true MLT implementation 
could not be studied and therefore the capability of MLT-MLA systems to precisely record the 
motion of the heart could not be corroborated. Furthermore, although synthetic MLT seems to 
reflect the behavior of parallelized systems appropriately, there are some effects such as the 
electrical and/or thermal noise, and the implication of the use of tri-state pulsers that cannot easily 
be predicted or simulated.  
 
Moreover, the protocol to find the relevant anatomical space for functional myocardial imaging 
might leave the apex un-sampled, implying that a typical bull’s-eye representation cannot be 
reconstructed and that physicians have to learn to interpret the resulting image. Most likely, this is 
not a problem given the required training. In any case, the purpose of this approach is principally to 
provide a solid base for image processing algorithms to determine the functioning of the heart rather 
than providing images for visual reading. 
 
To translate the proposed imaging methodologies to the clinical setting, two very important aspects 
should be considered: 
1) Implementation of MLT sequences using second-harmonic imaging 
 
Echocardiography typically requires the use of second-harmonic imaging since it provides a 
significant image enhancement (especially in technically difficult patients). Harmonic waves 
are generated and built up in depth due to non-linear propagation of sound in tissue. It 
requires high transmit amplitude pressures as the ones emitted with narrow beams. 
Therefore, given that MLT imaging is mostly implemented using focused beams, these two 
techniques can easily be combined. In fact, it has already been shown that harmonic imaging 
can be used to reduce cross-talk artifacts in MLT systems [19].  
 
Within the time frame of this project we were unable to study the combination of these two 
techniques, nevertheless we could envision it as: 
 
i) Lengthening the electric excitation pulses. In this way, only the low-frequency of the 
bandwidth of the transducer is used in transmission 
ii) Filtering the acquired channel data around the second-harmonic frequency band 
instead of the transmitted band to obtain the scattered signal 
iii) Proceeding with conventional image reconstruction for MLT sequences 
 
2) MLT scan sequences adapted to clinical 2D matrix array transducers  
 
As mentioned in Chapter 2, 2D array transducers are essential for volumetric imaging. 
However, matrix array transducers have between 2000 and 4000 individual elements which 
makes wiring costly and impractical. Several methods have been proposed to limit cabling 
between the US probe and the back-end of the console. Among these methods is sub-
aperture beamforming (SAP) which is most commonly implemented in clinical scanners. 
SAP divides the transducer aperture in subsets of elements that are beamformed inside the 
probe and the resulting signal is transferred through a single wire. In this way, the number of 
wires required to connect the transducer and the back-end of the console are reduced to the 
number of ‘sub-apertures’. Therefore, beamforming is typically done in two phases where 
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part of the beamforming is done in the transducer itself while the pre-beam formed signals 
are combined in the front-end in order to generate the individual image lines (i.e., two-stage 
beamforming [26]). Recently, it has been shown that severe imaging artifacts are introduced 
while using this technique for DWI [46]. This is due to delay errors which cause grating-
lobes and reduced penetration. Thus, due to the complexity of MLT sequences, an 
adaptation for clinical transducers using SAP must be implemented, which represents a 
challenge that needs to be investigated. 
Some of the potential clinical applications of fast 3D US cardiac imaging are in the fields of: 
 Motion/Deformation imaging: Quantification and analysis of myocardial motion is of 
critical importance to assess cardiac function. Currently, myocardial motion/deformation 
can be quantified to some extent. However, enhanced acquisitions of the short-lived 
mechanical events may offer new information on pathophysiological mechanisms. 
 
 Mechanical activation imaging: Mechanical activation of the myocardium is accompanied 
by brief (local) myocardial motion/deformation. The mechanical activation wave could be 
representative for the preceding electrical depolarization sequence, with obvious 
applications in electrophysiology.  
 
 Viscoelastic properties of the myocardium (shear waves propagation): Propagation of shear 
waves through the myocardium gives information about its mechanical properties. For 
example, (local) stiffness or viscosity can be obtained.  
 
 Doppler imaging: Can be used to simultaneously evaluate the velocities of the blood and the 
myocardium. Therefore, to study the blood-wall interaction.  
As a conclusion, the beamforming techniques presented in this Ph.D. thesis might provide an 
important step forward in functional imaging of the cardiac muscle.  
6.3 Future perspectives 
The beamforming strategies here presented still have a long way to go before becoming available in 
clinical systems, therefore in-vivo validation of the methods presented should be carried out. But 
first, we have to make sure that the MLT sequences meet the safety regulations, which might imply 
that further modifications have to be introduced. Translation of these methods into commercial 
systems remains challenging, since this would not only require changing imaging methodology but 
also redesigning hardware. 
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